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ANALYTICAL REPORT

Job Number: 280-106852-1
Job Description: FAY-2018 Residential Sampling

For:
Chemours Company FC, LLC The
c/o AECOM
Sabre Building, Suite 300
4051 Ogletown Road
Newark, DE 19713

Attention: Michael Aucoin

Approved for release.
Michelle A Johnston
Project Manager i
3/8/2018 10:35 AM

Michelle A Johnston, Project Manager li

4955 Yarrow Street, Arvada, CO, 80002
(303)736-0110

michelle.johnston@testamericainc.com
03/08/2018

cc. Barbara McGraw
Kelly Rinehimer

The test results in this report relate only to the sampiles in this report and meet all requirements of NELAC, with any
exceptions noted. Pursuant to NELAP, this report shall not be reproduced except in full, without the written approval of
the laboratory. All questions regarding this report should be directed to the TestAmerica Denver Project Manager.

The Lab Certification |D# is 4025.

Reporting limits are adjusted for sample size used, dilutions and moisture content if applicable.

TestAmerica Laboratories, inc.
TestAmerica Denver 4955 Yarrow Street, Arvada, CO 80002
Tel (303) 736-0100 Fax (303) 431-7171 www.lestamericainc.com
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Definitions/Glossary

Client: Chemours Company FC, LLC The TestAmerica Job I1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

Cualifiers

LCMS

Qualifier Qualifier Description

* LCS or LCSD is outside acceptance limits.

Glossary

Abbreviation These commonly used abbreviations may or may not be present in this report.
S Listed under the "D" column to designate that the result is reported on a dry weight basis
%R Percent Recovery

CFL Contains Free Liquid

CNF Contains No Free Liquid

DER Duplicate Error Ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL Detection Limit (DoD/DOE)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample
DLC Decision Level Concentration (Radiochemistry)

EDL Estimated Detection Limit (Dioxin)

LOD Limit of Detection (DoD/DOE)

LOQ Limit of Quantitation (DoD/DOE)

MDA Minimum Detectable Activity (Radiochemistry)

MDC Minimum Detectable Concentration (Radiochemistry)

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not Detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QcC Quality Control

RER Relative Error Ratio (Radiochemistry)

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points
TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Denver
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CASE NARRATIVE
Client: The Chemours Company FC, LLC
Project: FAY-2018 Residential Sampling
Report Number: 280-106852-1

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no
problems were encountered or anomalies observed. In addition all laboratory quality control samples were within established control
limits, with any exceptions noted below. Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of
the method. In some cases, due to interference or analytes present at high concentrations, samples were diluted. For diluted samples,
the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the
individual sections below.

For samples requiring analysis at a dilution, the dilution factor has been multiplied by the Method Detection Limit (MDL) for each analyte
and evaluated versus the project-specific reporting limit (PSRL). If the obtained value is below the PSRL, then the PSRL is preserved as
the reporting limit for the diluted result, otherwise, the obtained value becomes the reporting limit. This is done in order o maintain the
PSRL to meet project requirements at the request of the client and to report the lowest possible RL for each analyte.

Receipt
The samples were received on 3/1/2018 9:45 AM, the samples arrived in good condition, properly preserved and, where required, on ice.

The temperature of the cooler at receipt was 1.0° C. No anomalies were observed during sample receipt.

Standards
Analytical standards were prepared using the acid form of the compound Perfluoro(2-propoxypropanoic) acid (HFPO-DA).

The surrogate compound, 13C3 HFPO-DA was introduced at the extraction step and was used as an internal standard for quantitation of
HFPO-DA. The concentration of the surrogate spike is 0.2ug/L in water samples or 50ug/kg in soil samples.

Sample Extraction and Analysis

The samples presented in this report were extracted for the target analyte by TestAmerica Denver's SOP DV-OP-0019, Rev. 8 and
analyzed for the target analyte by TestAmerica Denver's SOP DV-LC-0012, Rev. 14, with the exceptions of the items indicated in the
DuPont QAS.

For water samples a 250mL aliquot of each sample is extracted using solid phase extraction technique with methanol conditioned Weak
Anion Exchange cartridges. Each sample is spiked with the internal standard/surrogate, prior to extraction. After the sample is passed
through the cartridge, the analytes are eluted with 2%Formic Acid, 6mLs of HPLC grade MeOH and then with 4mL of 10% ammonium
hydroxide in methanol. The final volume is brought to 5mL using reagent water and the extract is analyzed by LC/MS/MS.

The target analyte is separated from other components on a high-performance liquid chromatography (HPLC) C18 column with a mobile
phase mixture of water containing 0.1% ammonium acetate and methanol. The mass spectrometer detector is operated in the
electrospray (ESI) negative ion mode. The instrument is calibrated at 7 concentration levels (0.2, 0.5, 1.0, 2.0, 5.0, 10 and 20ug/L). The
target analyte is detected as the perfluoro(2-propoxypropanoic) acid with the parent ion of 328.8 amu. The daughter ions used for
analysis by LC/MS/MS are at 284.8 amu. The ratio of the peak areas to the two ions must be £20% of the ion ratios in the mid-point ICAL
for qualitative identification. Sample results are quantitated using the internal standard dilution.

Tuning and Calibration

The instrument is tuned with a solution of the target analyte such that mass assignments are within £0.5 amu of the daughter ions. The
instrument is calibrated with seven concentration levels from 0.2ug/L to 20ug/L. Linear regression (y=ax+b) or quadratic functions
(y=ax+cx2+b) are used with a correlation coefficient or coefficient of determination =0.990.

Following initial calibration (ICAL), an initial calibration blank (ICB) is tested, which consists of methanol spiked with the surrogate. The
result for the target analyte must be less than one half the reporting limit (RL) to proceed.

Next an initial calibration verification (ICV) standard is tested. This is a mid-level concentration standard from a different vendor from the
ICAL standard. If a different vendor is not available then, a different lot number from the same vendor is used. The ICV must be within
80-120% of the true value.

The quantitation limit verification standard is a standard from the same source as the ICAL tested run at the RL level to determine
accuracy near the detection limit. This recovery must be within 70-130%.

Continuing calibration verification (CCV) standards are tested every 10 injections and are from the same source as the ICAL and are at
mid-level concentration. The recovery of the CCVs must be 70-130% or recalibration is necessary.

Method QC Samples
The Method Blank is processed reagent water spiked with internal standard and prepared with each batch of 20 samples of the same
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matrix. All samples in the batch are processed at the same time and with the same reagents. The method blank must be less than the
LOD or associated batch samples must be re-extracted and reanalyzed.

Each batch is prepared with a low- and a mid-level concentration spike Laboratory Control Samples (LCS). The recoveries of these
samples must be within 70-130% or associated batch samples must be re-extracted and reanalyzed. If the recovery is biased high and
samples are non-detect, results can be reported without re-extraction.

Calculations
Sample Result Calculation

For internal standard quantitation,
HFPO-DA Response = Area of HFPO-DA * 13C3 HFPO-DA concentration / area of 13C3 HFPO-DA

Concentration in waters, ug/L = (Cex Vt)/(Vo)
Where:
Cex = Concentration measured in sample extract from the target analyte response (ng/mL)
Vt = Volume of total extract (mL)
Vo = Volume of water extracted (mL)

2. Percent Recovery Calculation

Spike Recovery = (SSR-SR)/(SA)x100%
Where:
SSR = Spike sample result
SR = Sample result
SA = Spike added

3. Relative Percent Difference Calculation

RPD = (SR - DR)/(1/2(SR+DR))x100
Where:
SR = Sample result
DR = Duplicate result

HFPO-DA Analysis Anomalies

Samples FAY-D-FB022618 (280-106852-1), FAY-D-6379TABOR-W1-1-022618 (280-106852-2) and FAY-D-6379TABOR-W1-2-022618
(280-106852-3) were analyzed for Perfluorinated Hydrocarbons in accordance with DV-LC-0012. The samples were prepared on
03/06/2018 and analyzed on 03/07/2018.

Calibration 9 (STD125) has been included in the raw data, but was not used in the Initial Calibration (ICAL).

Reporting limits have been adjusted accordingly for the initial volumes extracted.

The low-level LCS (LLCS) associated with prep batch 280-407006 exhibited a percent recovery above the control limits for HFPO-DA.
The mid-level LCS and LCSD were in control. The LLCS is performed to demonstrate laboratory performance near the reporting limit for
the method. In addition, the mid-level LCS/LCSD results show that the extraction was in control at these levels. As he associated
samples were non-detect, corrective action was not performed.

The project required MS and Sample Duplicate could not be performed for prep batch 280-407006, due to insufficient sample volume.
Method precision and accuracy have been verified by the acceptable mid-level LCS/LCSD analyses data.

No other analytical or quality issues were noted, other than those described in the Definitions/Glossary page.
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Fluorochemical Characterization of Water Samples
Analytical Results

Chemours TestAmerica Collection | Date Sample Analysis HFPO-DA#
Sample Sample Date/Time | Received by Date {ug/L**)
ldentification Identification TestAmerica
2/26/2018
FAY-D-FB022618 | 280-106852-1 7.1 3/1/2018 3/7/2018 <0.010

# HFPO-DA - hexafluoropropylene oxide dimer acid, analyzed by method DV-LC-0012, Revision 14.
< = |ess than the stated value

4955 Yarrow Straet

** ug/l. — micrograms/liter (parts per billion)

DEFINITIONS:
Reporting Limit (RL) for the procedure is approximately 0.010ug/L.

RESULTS ARE CALCULATED ACCORDING TO THE FOLLOWING CRITERIA:

For samples analyzed in duplicate:

If the sample and laboratory duplicate are greater than 35X RL, the relative percent difference (RPD) is less
than 20, the average value is reported. Ifthe RPD is greater than 20, the higher value is reported.

If the sample or laboratory duplicate are less than 5X RL, and the absolute difference is less than RL, the
average value is reported. If the absolute difference is greater than the RL, the higher value is reported.

Matrix Spike Recoveries: Acceptable Range: 70%-130%

The project required MS and Sample Duplicate could not be performed for prep batch 280-4070086, due to
insufficient sample volume. Method precision and accuracy have been verified by the acceptable mid-level
LCS/LCSD analyses data.

SUBMITTED BY:

it

Michelle A. Johnston, Project Manager

3/8/2018
Date

Arvada, CO 80002 Page 7 of 18@§ 303.736.0100 wwew testameriosing oom
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Fluorochemical Characterization of Water Samples
Analytical Results

Chemours TestAmerica Collection | Date Sample Analysis HFPO-DA#
Sample Sample Date/Time | Received by Date {ug/L**)
ldentification ldentification TestAmerica
FAY-D- 2/26/2018
6379TABOR-W1- | 280-106852-2 ; 3/1/2018 3/7/2018 <0.010
1-022618 13:56

4955 Yarrow Straet

# HFPO-DA - hexafluoropropylene oxide dimer acid, analyzed by method DV-LC-0012, Revision 14.
< = |ess than the stated value
** ug/l. — micrograms/liter (parts per billion)

DEFINITIONS:
Reporting Limit (RL) for the procedure is approximately 0.010ug/L.

RESULTS ARE CALCULATED ACCORDING TO THE FOLLOWING CRITERIA:

For samples analyzed in duplicate:

If the sample and laboratory duplicate are greater than 35X RL, the relative percent difference (RPD) is less
than 20, the average value is reported. Ifthe RPD is greater than 20, the higher value is reported.

If the sample or laboratory duplicate are less than 5X RL, and the absolute difference is less than RL, the
average value is reported. If the absolute difference is greater than the RL, the higher value is reported.

Matrix Spike Recoveries: Acceptable Range: 70%-130%

The project required MS and Sample Duplicate could not be performed for prep batch 280-4070086, due to
insufficient sample volume. Method precision and accuracy have been verified by the acceptable mid-level
LCS/LCSD analyses data.

SUBMITTED BY:

it

Michelle A. Johnston, Project Manager

3/8/2018
Date

Arvada, CO 80002 Page 8 of 18@§ 303.736.0100 wwew testameriosing oom
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Fluorochemical Characterization of Water Samples
Analytical Results

Chemours TestAmerica Collection | Date Sample Analysis HFPO-DA#
Sample Sample Date/Time | Received by Date {ug/L**)
ldentification ldentification TestAmerica
FAY-D- 2/26/2018
6379TABOR-W1- | 280-106852-3 ; 3/1/2018 3/7/2018 <0.010
2022618 1357

4955 Yarrow Straet

# HFPO-DA - hexafluoropropylene oxide dimer acid, analyzed by method DV-LC-0012, Revision 14.
< = |ess than the stated value
** ug/l. — micrograms/liter (parts per billion)

DEFINITIONS:
Reporting Limit (RL) for the procedure is approximately 0.010ug/L.

RESULTS ARE CALCULATED ACCORDING TO THE FOLLOWING CRITERIA:

For samples analyzed in duplicate:

If the sample and laboratory duplicate are greater than 35X RL, the relative percent difference (RPD) is less
than 20, the average value is reported. Ifthe RPD is greater than 20, the higher value is reported.

If the sample or laboratory duplicate are less than 5X RL, and the absolute difference is less than RL, the
average value is reported. If the absolute difference is greater than the RL, the higher value is reported.

Matrix Spike Recoveries: Acceptable Range: 70%-130%

The project required MS and Sample Duplicate could not be performed for prep batch 280-4070086, due to
insufficient sample volume. Method precision and accuracy have been verified by the acceptable mid-level
LCS/LCSD analyses data.

SUBMITTED BY:

it

Michelle A. Johnston, Project Manager

3/8/2018
Date
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Executive Summary

Client: Chemours Company FC, LLC The Job Number: 280-106852-1

8321A : HFPO-DA

Individual Final

Result Result
Lab Sample ID Client Sample ID Analyte (ug/L) {ug/L) RL
280-106852-1 FAY-D-FB022618 HFPO-DA <0.010 <0.010 0.010
280-106852-2 FAY-D-6379TABOR-W1-1-022618 HFPO-DA <0.010 <0.010 0.010
280-106852-3 FAY-D-6379TABOR-W1-2-022618 HFPO-DA <0.010 <0.010 0.010

(a) Method 8321A

{b) DUP or REP indicates a laboratory duplicate.

(c) If the sample and laboratory duplicate are both greater than 5X the RL and the relative percent difference (RPD) is less than 20, the average value is
reported. If the RPD is greater than 20, the higher of the sample and laboratory duplicate value is reported. If the sample and/or laboratory duplicate are
less than 5X the RL, and the absolute difference between the sample and laboratory duplicate is less than the RL, the average value is reported. If the
absolute difference is greater than the RL, the higher of the sample and laboratory duplicate value is reported. If either the sample or the duplicate result
is greater than or equal to the RL and the other is less than the RL, then the higher of the two is reported.

(d) Moisture Determined by ASTM D2216.

(e) Reporting Limit (RL) = The concentration equivalent to the low calibration standard.

TestAmerica Denver Page 10 of 186
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Detection Summary

Client: Chemours Company FC, LLC The TestAmerica Job I1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

Client Sample 1D FAY-D-FBO22818 Lab Sample 1D: 28010685821

[ No Detections.

Client Sample 1 FAY-D-8379TABOR-W-1-022618 Lab Barmple 1D 280-106882-2

[ No Detections.

Client Sample 1D: FAY-D-8379TABOR-W1-2-022818 Lab Sample 1D: 280-106852-3

No Detections.

This Detection Summary does not include radiochemical test results.

TestAmerica Denver
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Client Sample Results

Client: Chemours Company FC, LLC The TestAmerica Job I1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

Client Sample D FAY-D-FRO22618 Lab Sample 1D 280-108852-1
Diate Collected: 02/26/18 8721 Matrix: Water
Date Hecelved: 03/01/18 08:48

Method: 8321A - HFPO-DA

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
HFPO-DA <0.010 * 0.010 ug/L ~ 03/06/18 17.00 03/07/18 13:12 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
13C3 HFPO-DA 68 50- 200 03/06/18 17:00 03/07/18 13:12 1

TestAmerica Denver
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Client Sample Results

Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

TestAmerica Job |1D: 280-106852-1

Client Sample 1D FAY-D-8379TABOR-W1-1-022618
Diate Collected: G2/26M8 13.86
Date Received: 3/01/18 09248

Lab Sample 1D 280-108852-2
Matrix: Water

Method: 8321A - HFPO-DA

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
HFPO-DA <0.010 * 0.010 ug/L ~ 03/06/18 17.00 03/07/18 13:16 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
13C3 HFPO-DA 70 50- 200 03/06/18 17:00 03/07/18 13:16 1

Page 13 of 186
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Client Sample Results

Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

TestAmerica Job |1D: 280-106852-1

Client Sample 1D FAY-D-8379TABOR-W1-2-022618
Diate Collected: G2/26M8 1387
Date Received: 3/01/18 09248

Lab Sample 1D 280-108852-3
Matrix: Water

Method: 8321A - HFPO-DA

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
HFPO-DA <0.010 * 0.010 ug/L ~ 03/06/18 17.00 03/07/18 13:19 1
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
13C3 HFPO-DA 69 50- 200 03/06/18 17:00 03/07/18 13:19 1

Page 14 of 186
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Default Detection Limits
Client: Chemours Company FC, LLC The

TestAmerica Job I1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

Method: 83214 - MFPO-DA

Prop: 3838
 Analyte RL MDL  Units Method
. HFPO-DA 0.010 00051 ug/L 8321A

TestAmerica Denver
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Surrogate Summary

Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

TestAmerica Job |1D: 280-106852-1

Method: 8321A - HFPO-DA

Matrix: Water

Prep Type: Tolal/ha

Percent Surrogate Recovery (Acceptance Limits)

HFPODA
Lab Sample ID Client Sample ID (560-200)
280-106852-1 FAY-D-FB022618 68

280-106852-2
280-106852-3

DLCK 280-404345/13
L.CS 280-407006/2-A
LCSD 280-4G7006/3-A
LLCS 280-407006/4-A
MB 280-407006/1-A

Surrogate Legend

FAY-D-6379TABOR-W1-1-0226 70
FAY-D-6379TABOR-W1-2-0226 69

Lab Control Sample 104
Lab Control Sample 66
Lab Control Sample Dup 66
Lab Control Sample 68
Method Blank 65

HFPODA = 13C3 HFPO-DA

Page 16 of 186
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QC Sample Results

Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

TestAmerica Job |1D: 280-106852-1

Method: 8321A - HFPO-DA

Lab Sample ID: DLCK 280-404345/13
Matrix: Water
Analysis Batch: 404345

Client Sample ID: Lab Control Sample
Prep Type: Total/NA

13C3 HFPO-DA

Page 17 of 186

Spike DLCK DLCK %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
HFPO-DA 0.250 <0.50 ug/L 90 70-130
DLCK DLCK
Surrogate %Recovery Qualifier Limits
13C3 HFPO-DA 104 50- 200
Lab Sample ID: MB 280-407006/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 407118 Prep Batch: 407006
MB MB
Analyte Resuit Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
HFPO-DA <0.010 0.010 ug/L ~ 03/06/18 17:00 03/07/18 12:33 1
MB MB
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
13C3 HFPO-DA 65 50-200 03/06/18 17:00 03/07/18 12:33 1
Lab Sample ID: LCS 280-407006/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 407118 Prep Batch: 407006
Spike LCS LCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
HFPO-DA 0.200 0.245 ug/L N 122 70-130
LCS LCS
Surrogate %Recovery Qualifier Limits
13C3 HFPO-DA 66 50- 200
Lab Sample ID: LCSD 280-407006/3-A Client Sample I1D: Lab Control Sample Dup
Matrix: Water Prep Type: Total/NA
Analysis Batch: 407118 Prep Batch: 407006
Spike LCSD LCSD %Rec. RPD
Analyte Added Result Qualifier Unit D %Rec Limits RPD Limit
HFPO-DA 0.200 0.248 ug/L 124 70-.130 1 20
LCSD LCSD
Surrogate %Recovery Qualifier Limits
13C3 HFPO-DA 66 50- 200
Lab Sample 1D: LLCS 280-407006/4-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 407118 Prep Batch: 407006
Spike LLCS LLCS % Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
HFPO-DA 0.0200 0.0271 * ug/L 135  70-130
LLCS LLCS
Surrogate %Recovery Qualifier Limits
68 50- 200

TestAmerica Denver
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QC Association Summary

Client: Chemours Company FC, LLC The TestAmerica Job I1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

LOMS

Analysis Batch: 404345
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
DLCK 280-404345/13 Lab Control Sample Total/NA Water 8321A

Prep Batch: 407006

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
280-106852-1 FAY-D-FB022618 Total/NA Water 3535
280-106852-2 FAY-D-6379TABOR-W1-1-022618 Total/NA Water 3535
280-106852-3 FAY-D-6379TABOR-W1-2-022618 Total/NA Water 3535
MB 280-407006/1-A Method Blank Total/NA Water 3535
LCS 280-407006/2-A Lab Control Sample Total/NA Water 3535
LCSD 280-407006/3-A Lab Control Sample Dup Total/NA Water 3535
LLCS 280-407006/4-A Lab Control Sample Total/NA Water 3535

Analysis Batch: 407118

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
280-106852-1 FAY-D-FB022618 Total/NA Water 8321A 407006
280-106852-2 FAY-D-8379TABOR-W1-1-022618 Total/NA Water 8321A 407006
280-106852-3 FAY-D-6379TABOR-W1-2-022618 Total/NA Water 8321A 407006
MB 280-407006/1-A Method Blank Total/NA Water 8321A 407006
LCS 280-407006/2-A Lab Control Sample Total/NA Water 8321A 407006
LCSD 280-407006/3-A Lab Control Sample Dup Total/NA Water 8321A 407006
LLCS 280-407006/4-A Lab Control Sample Total/NA Water 8321A 407006

TestAmerica Denver
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Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

Lab Chronicle

TestAmerica Job |1D: 280-106852-1

Client Sample 1D: FAY-D-FB0228618
Date Collected: 02/26/18 0721
Date Recelved: 030118 $59:48

Lab Sample 1D: 280-1068852-1
Matrix: Water

| Batch Batch Dil Initial Final Batch Prepared

Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 3535 277.4 mL 5mL 407006 03/06/18 17:.00 CDC TAL DEN
Total/NA Analysis 8321A 1 407118 03/07/18 13:12 AGCM TAL DEN

Client Sample 1D FAY-D-S379TABOR-W-1-022818

Date Collected: GR/26/18 13:56

Lab Sample 1D: 280-106852-2
Matrix: Water

Date Recgived: 030118 08:45

i Batch Batch Dil Initial Final Batch Prepared

Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 3535 261.6 mL 5mL 407006 03/06/18 17:.00 CDC TAL DEN
Total/NA Analysis 8321A 1 407118 03/07/18 13:16 AGCM TAL DEN

Client Sample 1 FAY-D-8379TABOR-WL-2-022618

Date Colleoted: 02/28M8 1387

Lab Sample 1D; 280-108882-3
Matrix: Water

Date Received: $3DIME 08:458

i Batch Batch Dil Initial Final Batch Prepared

Prep Type Type Method Run Factor  Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 3535 258.2 mL 5mL 407006 03/06/18 17:.00 CDC TAL DEN
Total/NA Analysis 8321A 1 407118 03/07/18 13:19 AGCM TAL DEN
Client Sample 1D: Method Blank Lab Sample ID: MB 280-407008/1-A
Diate Collected: MA Matrbe Water
Date Recelved: N/A

7 Batch Batch Dil Initial Final Batch Prepared

Prep Type Type Method Run Factor  Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 3535 250 mL 5mL 407006 03/06/18 17:.00 CDC TAL DEN
Total/NA Analysis 8321A 1 407118 03/07/18 12:.33 AGCM TAL DEN
Client Sample 1D: Lab Control Sample Lab Sample 1D DLCK 280-4043458/13
Diate Collected: NiA Matrbo Water
Date Received: M/A

Batch Batch DIl Initial Final  Batch Prepared

Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab

| Total/NA Analysis 8321A 1 404345 02/08/18 13:38 AGCM TAL DEN
Client Sample 1D Lab Control Bample Lab Sample 1D: LCE 280-407006/2-A
Bate Collectad: NIA Matrix: Water
Bate Received: N/&

Batch Batch Dil Initial Final  Batch Prepared

Prep Type Type Method Run Factor  Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 3535 250 mL 5mL 407006 03/06/18 17:.00 CDC TAL DEN
Total/NA Analysis 8321A 1 407118 03/07/18 12:.36 AGCM TAL DEN
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Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

Lab Chronicle

TestAmerica Job |1D: 280-106852-1

Client Sample 1D: Lab Control Sample Dup

Date Collected: MNA
Date Reveived: /A

Lab Sample 1D LOSD 280-407006/3-A

Matrix: Water

| Batch Dil Initial Final Batch Prepared

Prep Type Type Run Factor  Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 250 mL 5mL 407006 03/06/18 17.00 CDC TAL DEN
Total/NA Analysis 1 407118 03/07/18 12:40 AGCM TAL DEN
Client Sample 1D Lab Control Sampls Lab Sample 1D LLCE 280-407006/4-4
Date Collected: N/A Matrbx Water
Diate Recelved: N/A

| Batch Dil Initial Final Batch Prepared

Prep Type Type Run Factor Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 250 mL 5mL 4070086 03/06/18 17:.00 CDC TAL DEN
Total/NA Analysis 1 407118 03/07/18 12:43 AGCM TAL DEN

Laboratory References:

TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100
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Accreditation/Certification Summary
Client: Chemours Company FC, LLC The

TestAmerica Job |1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

Laboratory: TestAmaerica Denver

Uriess otherwvise noted, all analvies for this aboratory were covered under sacoh scoraditaticn/cenifcation below.

Authority Program EPA Region Identification Number  Expiration Date
North Carolina (WWW/SW) State Program 4 358 12-31-18
‘ The following analytes are included in this report, but accreditation/certification is not offered by the governing authority:

Analysis Method Prep Method Matrix Analyte

8321A 3535 Water HFPO-DA

TestAmerica Denver
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Method Summary

Client: Chemours Company FC, LLC The TestAmerica Job I1D: 280-106852-1
Project/Site: FAY-2018 Residential Sampling

Method Method Description Protocol Laboratory
8321A HFPO-DA SWe46 TAL DEN

Protocol References:
SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods”, Third Edition, November 1986 And its Updates.

Laboratory References:
TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100

TestAmerica Denver
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Sample Summary

Client: Chemours Company FC, LLC The
Project/Site: FAY-2018 Residential Sampling

TestAmerica Job |1D: 280-106852-1

Lab Sample ID Client Sample ID Matrix Collected Received

280-106852-1 FAY-D-FB022618 Water 02/26/18 07:21 03/01/18 09:45
280-106852-2 FAY-D-6379TABOR-W1-1-022618 Water 02/26/18 13:56 03/01/18 09:45
280-106852-3 FAY-D-6379TABOR-W1-2-022618 Water 02/26/18 13:57 03/01/18 09:45
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Lab Name: TestAmerica Denver

LCMS MANUAL INTEGRATION SUMMARY

Job No.:

SDG No.:

280-106852-1

Instrument ID: LC LCMS7

Analysis Batch Number:

Lab Sample ID: STD001 280-390728/3 IC

Date Analyzed: 10/10/17 09:35

Lab File ID: hfpo717J10026.d

390728

Client Sample ID:

GC Column: Synergi Hydro ID:

COMPOUND NAME RETENTICN MANUAL INTEGRATION
TIME REASON \ ANALYST \ DATE
HFPO-DA 0.89 | Baseline | meyera [ 10/10/17 11:50
8321A
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Lab Name: TestAmerica Denver

LCMS MANUAL INTEGRATION SUMMARY

Job No.:

SDG No.:

280-106852-1

Instrument ID: LC LCMS7

Analysis Batch Number:

Lab Sample ID: STD001 280-404345/3 IC

Date Analyzed: 02/08/18 13:05

Lab File ID: hfpo718B08034.d

Client Sample ID:

404345

GC Column: Synergi Hydro ID:

COMPOUND NAME RETENTICN MANUAL INTEGRATION
TIME REASON \ ANALYST \ DATE
HFPO-DA ‘ 1.06 | Assign Peak | meyera [ 02/08/18 15:19

Lab Sample ID: STD002 280-404345/4 IC

Date Analyzed: 02/08/18 13:08

Lab File ID: hfpo718B08035.d

Client Sample ID:

GC Column: Synergi Hydro ID:

COMPOUND NAME RETENTION MANUAL INTEGRATION
TIME REASON ‘ ANALYST DATE
HFPO-DA ‘ 1.06 | Baseline | meyera | 02/08/18 15:19

Lab Sample ID: DLCK 280-404345/13

Client Sample ID:

Date Analyzed: 02/08/18 13:38

Lab File ID: hfpo718B08044.d

GC Column: Synergi Hydro ID:

COMPOUND NAME RETENTION MANUAL INTEGRATION
TIME REASON \ ANALYST \ DATE
HFPO-DA 1.06 | Baseline | meyera [ 02/08/18 15:20
8321A
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-106852-1

SDG No.:

Parent Reagent

Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
HFPO I.S8. 00010 03/06/19|03/06/18 | LCMS Grade MeCH, Lot 100 mL | 13C3 HEFPO-DA 00010 1 ml |13C3 HEPO-DA 0.5 ug/mL
- LCMS_MeCH 00110
3 HFPO-DA {IS) 0.5 ug/mL
.13C3 HFPO-DA 00010 03/06/19 Wellington Laboratories, Lot {Purchased Reagent} 13C3 HFPO-DA 50 ug/mL
n M3HFPOADAOSLY
13C3 HFPO-DA (IS8) 50 ug/mL
HFPO Spike 00004 10/30/18|106/30/17 | LCMS Grade MeCH, Lot 100 mL | HEPO-DA 00004 1 mlL |HEPO-DA 0.5 ug/mL
B | LCMS MeCH 00110 B
HEPO-DA 00004 07/13/20 Wellingten Laboratories, Lot HEPODAOTLY {Purchased Reagent} HEPO-DA 50 ug/mL
HFPO_CAL-0_ 00032 C2/22/18|102/08/18 PEC Dill Solvent, Lot 1 mL|HFPO I.S. 00008 20 ulL |13C3 HFPO-DA 10 ug/L
00016
JHEPO I.S5. 00008 12712718 101/30/18 | LCMS Grade MeOH, Lot 100 mlL | 13C3 HFPO-DA (00003 1 ml | 13C3 HFPO-DA 0.5 ug/nmL
B LCMS_MeCH 00110 B
.13C3 HEFPO-DA 00008 01/30/19 Wellington Laboratories, Lot {Purchased Reagent} 13C3 HEFPO-DA 50 ug/mL
M3HEPOADAOS17
HFPO CAL-1 00031 10/24/17|10/10/17 [ 80:20 Methanol : H20, 1 mL |HEPO I.8. 00004 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016 B
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00003 0.5 UL |HFPO-DA 0.25 ug/L
JHEPO I.S5. 00004 08/28/18|08/28/17 | LCMS Grade MeCH, Lot 100 mlL | 13C3 HFPO-DA 00004 1 ml | 13C3 HFPO-DA 0.5 ug/mL
B LCMS_MeCH 00110 B
13C3 HFPO-DA (IS8) 0.5 ug/mL
..13C3 HFPO-DA 00004 058/28/18 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
B M3HFPORADRO616
13C3 HFPO-DA (IS8) 50 ug/mL
.HFPO Spike 00003 01/11/18|01/16/17 | LCMS Grade MeCH, Lot 100 mL | HEPO-DA 00003 1 mlL |HEPO-DA 0.5 ug/mL
B | LCMS_MeOH 00110 B
. .HFPO-DA 00003 12/16/18 Wellington Laboratories, Lot HFPODAO213 {Purchased Reagent) HFEPO-DA 50 ug/mL
HFPO CAL-1 00032 02/22/16|02/08/18 1 80:20 Methanol : HZO, 1 mlL | HFPO T.S5. 00008 20 ul | 13C3 HEPO-DA 10 ug/L
- - Lot 00016
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00004 0.5 ul |HEPO-DA 0.25 ug/L
HFPO I.S. 00008 12/12/123101/30/18 | LCMS Grade MeCH, Lot 100 mL | 13C3 HFPO-DA 00008 1 mL |13C3 HEPO-DA 0.5 ug/mL
B LCMS_MeCH 00110 B
n n 13C3 HFPO-DA (19) 0.5 ug/mlL
.13C3 HFPO-DA 00008 01/30/19 Wellington Laboratories, Lot {(Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
B M3HFFORDRO817
13C3 HFPO-DA (IS) 50 ug/mL
.HFPO Spike 00004 10/30/18|10/30/17 | LCMS Grade MeOH, Lot 100 mL  HEPO-DA C00C4 1 mL | HFPO-DA 0.5 ug/mL
B | LCMS MeCH 00110 B
. .HEFFO-DA 00004 07/13/20 Wellingten Laboratories, Lot HEPODAOT1Y {(Purchased Reagent) HEFO-DA 50 ug/mL
HFPO CAL-2 00032 10/24/717 110/10/17180:20 Methanol H2C, I mL{HFPO I.3. 00004 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00003 1 UL |[HFPO-DA 0.5 ug/L
JHEPO I.3. 00004 08/28/18|08/28/17 | LCMS Grade MeCH, Lot 100 mL | 13C3 HFPO-DA 00004 1 ml |13C3 HEPO-DA 0.5 ug/mL
- LCMS_MeOH_00110 -
13C3 HFPO-DA (IS) 0.5 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-106852-1

SDG No.:

Exp
Date

Dilutant
Used

Prep
Date

Reagent
Final
Volume

Parent Reagent

Reagent ID

Volume
Added

Analyte

Concentration

.13C3 HFPO-DA 00004

08/28/18

Wellington Laboratories
M3HEPOADAOGCLG

(Purchased Reagent)

13C3 HEFPO-DA

50 ug/mL

13C3 HFPO-DA (IS) 50 ug/mL
CHEPO Spike 00003 01/11/18|01/10/17 | LCMS Grade MeOH, Lot 100 mlL | HFPO-DA 00003 1 ml | HEPO-DA 0.5 ug/mL
| LCM3 MeCH 00110
. .HFPO-DA 00003 12/16/13 Wellington Laboratories, Lot HFPODAGZ13 {Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-2 00033 02/22/18102/08/18|80:20 Methanol H20, 1 mlL [HFPO I.S. 00008 20 uL |13C3 HFPO-DA 10 ug/L
- - Lot 00016 B
13C3 HFPO-DA (IS8) 10 ug/L
HEPO Spike 00004 1 ulL |HEFPO-DA 0.5 ug/L
JHEPO I.8. 00008 12/12/18|01/30/18 | LCMS Grade MeQOH, Lot 100 mL | 13C3 HEPO-DA 00008 1 ml | 13C3 HEPO-DA 0.5 ug/mL
LCMS_MeOH 00110
13C3 HFPO-DA (I3) 0.5 ug/mL
.. 13C3 HEPO-DA 00008 01/30/19 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEPO-DA 50 ug/mlL
M3HFPORDROS17
13C3 HFPO-DA (I3) 50 ug/mlL
CHEPO Spike 00004 10/30/18 |10/30/17 | LCMS Grade MeOH, Lot 100 mL | HFFO-DA 00004 1 mL | HFFO-DA 0.5 ug/mL
B [ .CMS MeOH 00110 B
. .HFPO-DA 00004 07/13/20 Wellington Laboratories, Lot HEPODAOT17 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-3 00031 10/24/17110/10/17 1 80:20 Methanol H20, 1 mL|{HFFO I.8. 00004 20 uL |13C3 HFPO-DA 10 ug/L
- - Lot 0001 B
C3 HEPO-DA (IS) 10 ug/L
HEPO Spike 00003 2 ul O-DA 1 ug/L
CHEPO I.8. 00004 08/28/18|08/28/17 | LCMS Grade MeCH, Lot 100 mL | 13C3 HEPO-DA 00004 1 ml |13C3 HEPO-DA 0.5 ug/mL
LCMS_MeCH 00110
13C3 HFPO-DA (IS) 0.5 ug/mL
..13C3 HFPO-DA (00004 08/28/18 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEFPO-DA 50 ug/mL
n M3HFPOADAOSCLG
13C3 HFPO-DA (IS) 50 ug/mL
.HFPO Spike 00003 01/11/18[01/106/17 |LCMS Grade MeCH, Lot 100 mL | HFPO-DA (0003 1 ml | HFPO-DA 0.5 ug/mL
n | LCMS MeOH 00110 n
. .HFPO-DA 00003 12/16/18 Wellington Laboratories, Lot HFPODAOZ13 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-3 00032 C2/22/18|02/08/18  80:20 Methanol H20, 1 mL|HEPO I.S. 00008 20 ulL |13C3 HFPO-DA 10 ug/L
Lot 00016
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00004 2 ulL | HFPO-DA 1 ug/L
JHEPO I.3. 00008 12/12/18 |01/30/18 | LCMS Grade MeOH, Lot 100 mL|13C3 HEPO-DA 00008 1 mL |13C3 HFPO-DA 0.5 ug/mL
B LCMS_MeOH_ 00110 B
13C3 HEPO-DA (13) 0.5 ug/mL
..13C3 HFPO-DA 00008 01/30/19 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEPO-DA 50 ug/mL
n M3HEFPORDAOSL7
13C3 HEPO-DA (I8) 50 ug/mL
CHEPO Spike 00004 10/30/18110/30/17 | LCMS Grade MeCH, Lot 100 mL | HFFO-DA 00004 1 mL FFO-DA 0.5 ug/mL
B CMS MeOH 001 B
. .HFPO-DA 00004 07/13/20 Wellington Laboratories, Lot HEPODAGTL7 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-4 00031 10/24/17110/10/171230:20 Methanol H2C, 1 mL{HEPO I.3. 00004 20 uL |13C3 HFPO-DA 10 ug/L
- - Lot 00016 B
i 13C3 HEPO-DA (I89) 10 ug/L

Page 27 of 186

ED_002011_00000060-00027



REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
HEPO Spike 00003 4 ul |HEPO-DA 2 ug/L
.HFFO TI.3. 00004 08/28/18|08/28/17 | LCMS Grade MeCH, Lot 100 mlL | 13C3 HFPO-DA 00004 T ml | 13C3 HFPO-DA 0.5 ug/nmL
B LCMS_MeCH 00110 B
13C3 HFPO-DA (IS8) 0.5 ug/mL
.. 13C3 HEPO-DA ©00C4 058/28/18 Wellington Laboratories, Lot [Purchased Reagent) 13C3 HFPO-DA 50 ug/mlL
B M3HFPORADRO616
13C3 HFPO-DA (IS) 50 ug/mL
.HFPO Spike 00003 01/11/18|01/106/17 |LCMS Grade MeCH, Lot 100 mlL | HFPO-DA 00003 1 ml | HFPO-DA 0.5 ug/mL
B | LCMS_MeOH 00110 B
. .HFPO-DA (0003 12/16/18 Wellington Laboratories, Lot HFPODAO213 {Purchased Reagent) HFEPO-DA 50 ug/mL
HFPO CAL-4 00032 02/22/16|02/08/18 1 80:20 Methanol : HZO, 1 mL{HFPO I.3. 00008 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00004 4 ul. | HEPO-DA 2 ug/L
JHEPO I.S. 00008 12/12/123101/30/18 | LCMS Grade MeCH, Lot 100 mL|13C3 HFPO-DA 00008 1 mL |13C3 HFPO-DA 0.5 ug/mL
B LCMS_MeCH 00110 B
13C3 HFPO-DA (IS) 0.5 ug/mL
.13C3 HFPO-DA 000083 01/30/19 Wellington Laboratories, Lot {Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
B M3HFFORDROG17
13C3 HFPO-DA (IS) 50 ug/mL
.HFPO Spike 00004 10/30/1810/30/17 | LCMS Grade MeOH, Lot 100 mL  HEPO-DA C00C4 1 mL | HFPO-DA 0.5 ug/mL
B | LCMS MeCH 00110 B
. .HEFFO-DA 00004 07/13/20 Wellingten Laboratories, Lot HEPODAOT1Y {(Purchased Reagent) HEFO-DA 50 ug/mL
HFPO CAL-5 00070 10/24/717 110/10/17180:20 Methanol : H20, I mL{HFPO I.3. 00004 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00003 10 ulL | HEPO-DA 5 ug/L
JHEPO I.3. 00004 08/28/18|08/28/17 | LCMS Grade MeCH, Lot 100 mL|13C3 HFEPO-DA 00004 1 mlL |13C3 HFPO-DA 0.5 ug/mL
- LCMS_MeOH_00110 -
13C3 HFPO-DA (IS) 0.5 ug/mL
..13C3 HFPO-DA 00004 08/28/18 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEFPO-DA 50 ug/mL
B M3HFPORADRO616
13C3 HFPO-DA (IS) 50 ug/mL
CHEPO Spike 00003 01/11/18|01/10/17 | LCMS Grade MeOCH, Lot 100 mL { HFPO-DA 00003 1 mlL | HEPO-DA 0.5 ug/mnL
| LCMS MeOH 00110
. .HFPO-DA 00003 12/16/18 Wellington Laboratories, Lot HEPODAO213 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-5 00080 02/22/18|02/08/18{80:20 Methanol : HZ20, 1 mL{HFFO I.3. 00008 20 uL |13C3 HFPO-DA 10 ug/L
- - Lot 00016 B
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00004 10 uL | HFFO-DA 5 ug/L
JHEPO I.S. 00008 12/12/123101/30/18 | LCMS Grade MeCH, Lot 100 mL|13C3 HFPO-DA 00008 1 mL |13C3 HFPO-DA 0.5 ug/mL
B LCMS_MeCH 00110 B
13C3 HEFPO-DA (IS) 0.5 ug/mL
.13C3 HFPO-DA 000083 01/30/19 Wellington Laboratories, Lot {Purchased Reagent) 13C3 HEFPO-DA 50 ug/mL
M3HFPORDRO§17
13C3 HFPO-DA (IS) 50 ug/mL
CHEPO Spike 00004 10/30/18110/30 I LCMS Grade MeOH, Lot 100 mlL | HFPO-DA 00004 1 ml | HEPO-DA 0.5 ug/mL
[ LCMS MeOH 00110
.HEPO-DA 00004 07/13/20 Wellington Laboratories, Lot HFPODAQO717 (Purchased Reagent) HEPO-DA 50 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-106852-1

SDG No.:

Parent Reagent

Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
HFPO CAL-5 00082 03/09/18|02/23/18180:20 Methanol H2C, I mL{HFPO IT.35. 00009 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016 -
HEPO Spike 00004 10 uL | HEPO-DA 5 ug/L
JHEPO I.8. 00009 02/20/19|02/20/18 | LCMS Grade MeCH, Lot 100 mL|13C3 HFEPO-DA 00009 1 mL |13C3 HFPO-DA 0.5 ug/nmL
B LCMS_MeCH 00110 B
.13C3 HFPO-DA 00009 02/20/19 Wellington Laboratories, Lot {Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
- M3HEPORDRO§17
CHEPO Spike 00004 10/30/18110/30/17 | LCMS Grade MeCH, Lot 100 mL | HFFO-DA 00004 1 mL | HFFO-DA 0.5 ug/mL
B CMS MeOH 001 B
. .HFPO-DA 00004 07/13/20 Wellington Laboratories, Lot HEPODAGTL7 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-6 00070 10/24/17110/10/171230:20 Methanol H2C, 1 mL{HEPO I.3. 00004 20 uL |13C3 HFPO-DA 10 ug/L
- - Lot 00016 B
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00003 20 ul |[HFPO-DA 10 ug/L
JHEPO I.S5. 00004 08/28/18|08/28/17 | LCMS Grade MeCH, Lot 100 mlL | 13C3 HFPO-DA 00004 1 ml | 13C3 HFPO-DA 0.5 ug/nmL
B LCMS_MeCH 00110 B
HEPO-DA (IS8) 0.5 ug/mL
..13C3 HFPO-DA (00004 08/28/18 Wellington Laboratories, Lot [Purchased Reagent) HEFPO-DA 50 ug/mL
n M3HFPOADAOSCLG
13C3 HFPO-DA (IS8) 50 ug/mL
.HEPO Spike 00003 01/11/18|01/16/17 | LCMS Grade MeCH, Lot 100 mL | HFPO-DA 00003 1 mL | HEPO-DA 0.5 ug/mL
B | LCMS_MeOH 00110 B
. .HFPO-DA 00003 12/16/18 Wellington Laboratories, Lot HFPODAO213 {Purchased Reagent) HFEPO-DA 50 ug/mL
HFPO CAL-6 00080 02/22/16|02/08/18 1 80:20 Methanol H2O, 1 mL{HFPO I.3. 00008 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016 -
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00004 20 ul | HFPO-DA 10 ug/L
JHEPO I.3. 00008 12/12/18101/30/18 | LCMS Grade MeCH, Lot 100 mL|13C3 HEPO-DA 00008 1 mL |13C3 HFPO-DA 0.5 ug/mL
B LCMS_MeOH_ 00110 B
13C3 HEPO-DA (I8) 0.5 ug/mnL
.13C3 HFPO-DA 00008 01/30/19 Wellington Laboratories, Lot {(Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
B M3HFFORDROG17
13C3 HFPO-DA (IS) 50 ug/mL
.HFPO Spike 00004 10/30/13 | LCMS Grade MeCH, Lot 100 mL  HEPO-DA C00C4 1 mL | HFPO-DA 0.5 ug/mL

| LCMS MeCH 00110
. .HEFFO-DA 00004 07/13/20 Wellingten Laboratories, Lot HEPODAOT1Y (Purchased Reagent) HEFO-DA 50 ug/mL
HFPO CAL-6 00082 03/09/18|02/23/18180:20 Methanol H2C, 1 mL{HFPO T.8. 00009 20 ul | 13C3 HFPO-DA 10 ug/L
- - Lot 00016 -

HEPO Spike 00004 20 uL | HEPO-DA 10 ug/L
CHEPO I8, 00009 02/20/19|02/20/18 | LCMS Grade MeCH, Lot 100 mL | 13C3 HEPO-DA 00009 1 ml |13C3 HEPO-DA 0.5 ug/mL

- LCMS MeCH 00110 -
.13C3 HFPO-DA 00009 02/20/19 Wellington Laboratories, Lot {Purchased Reagent) 13C3 HFPO-DA 50 ug/mL

B M3HFFORDRO§17
CHEPO Spike 00004 10/30/18 |10/30/17 | LCMS Grade MeOH, Lot 100 mL | HFFO-DA 00004 1 mL | HFFO-DA 0.5 ug/mL
B LCMS MeOH 00110 B

. .HFPO-DA 00004 07/13/20 Wellington Laboratories, Lot HFPODAO717 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO_CAL-7_00031 10710717 [80:20 Methanol HEPO I.5. 00004 10 ag/L

(10724717

‘ 120,
| Lot 00016

1 mL |

‘ 20 uL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-106852-1

SDG No.:

Parent Reagent

Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Concentration
10 ug/L
HFEPO Spike 00003 50 ulL 25 ug/L

JHFPO 1.8. 00004 08/28/18

08/28/17 | LCMS Grade MeCH, Lot

LCMS MeOH 00110

100 mlL | 13C3 HFPO-DA 00004

~l S

0.5 ug/mlL

13C3 HEFPO-DA

—

w

0.5 ug/mL

.. 13C3 HEPO-DA 00004 06/26/18 Wellington Laboratories, Lot (Purchased Reagent) 50 ug/mlL
a M3HEPORDROG16

13C3 HFPO-DA (I3 50 ug/mlL

.HFPO Spike 00003 01/11/18|01/10/17 | LCMS Grade MeOH, Lot 100 mL |HFFO-DA 00003 mL 0.5 ug/mL

CMS MeOH 00110

. .HEPO-DA 00003 12/16/18

Wellingfﬁn Laboratories, Lot HFPODAO213

(Purchased Reagent)

50 ug/mL

HFPO CAL-7 00032 C2/22/18102/08/18 1 80:20 Methanol : H20, 1 mL I.8. 00008 ul, | 13C3 HEPO-DA 10 ug/L
- - Lot 000 B
10 ug/L
HEPO Spike 00004 ul, 25 ug/L
CHEPO I.8. 00008 12/12/18101/30/18 | LCMS Grade MeCH, Lot 100 mL | 13C3 HEFPO-DA 00008 ml 0.5 ug/mL
- LCMS_MeCH 00110 -
13C3 HFPO-DA 0.5 ug/mL

..13C3 HFPO-DA 00008 01/30/19 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEFPO-DA 50 ug/mL
n M3HFPOADAOSLY

13C3 HFPO-DA 50 ug/mL

.HFPO Spike 00004 10/30/18 [10/30/17 | LCMS Grade MeOH, Lot 100 mL | HFPO-DA (0004 mL 0.5 ug/mL

| LCMS MeOH 00110

. .HFPO-DA 00004 07/13/20

Wellingten Laboratories, Lot

HEPODAOTLY

(Purchased Reagent)

50 ug/mL

HFPO CAL-8 00031 10/24/17 |10/10/17 {80:20 Methanol : H20, 1 mlL{HFPO I.5. 00004 ul, | 13C3 HFPO-DA 10 ug/L
- - Lot 00016 B
13C3 HEPO-DA 10 ug/L
HEPO Spike 00003 1 ul, 50 ug/L
HEPO T.5. 00004 08/28/18|08/28/17 | LCMS Grade MeOH, Lot 100 mL | 13C3 HFPO-DA 00004 mL | 13C3 HEFPO-DA 0.5 ug/mL
B LCMS MeOH 00110 B
- h 13C3 HFPO-DA 0.5 ug/mL
..13C3 HFPO-DA 00004 08/28/18 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEPO-DA 50 ug/mL
n M3HFPOADAOGLO
50 ug/mL
.HFPO Spike 00003 01/11/18|01/10/17 | LCMS Grade Lot 100 mL |HFFO-DA 00003 mL 0.5 ug/mL

LCMS MeOH

. HFPO-DA 00003 12/16/18

Wellin

ton Laboratories, Lot

HEPODAOZ213

(Purchased Reagent)

50 ug/mL

HFPO_CAL-8 00032 02/22/18

02/08/18|20:20 Methanol : H20,

Lot 00016

1 mL |HFPO I.8. 00008

ulLs

13C3 HEFPO-DA

10 ug/L

13C3 HEPO-DA

10 ug/L

HEPO Spike 00004 100 ulL 50 ug/L

JHEPO I.8. 00008 12/12/18 |01/30/18 | LCMS Grade MeOH, Lot 100 mL|13C3 HEFPO-DA 00008 ml | 13C3 HEPO-DA 0.5 ug/mL
B LCMS_MeCH 00110 B

B B 0.5 ug/mL

..13C3 HFPO-DA (0008 01/30/19 Wellington Laboratories, Lot [Purchased Reagent) 13C3 HFPO-DA 50 ug/mL

M3HFPOADAOSLY

50 ug/mL

.HFPO Spike 00004 10/30/18

10/30/17 | LCMS Grade MeOH, Lot
{LCMS MeOH 00110

100 mL

HEPO-DA 00004
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-106852-1

SDG No.:

Parent Reagent

Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Vol Reagent ID Added Analyte Concentration
. .HFPO-DA 00004 07/13/20 Wellington Laboratories, Lot HFPODAQOTY (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO CAL-9 00001 C2/22/18|02/08/18 80:20 Methanol H20, 1 mL | HFPO I.S. 00008 20 ul |13C3 HFPO-DA 10 ug/L
- B Lot 00016 -
13C3 HFPO-DA (IS) 10 ug/L
HEPO Spike 00004 200 ul |HEPO-DA 100 ug/L
JHEPO I.8. 00008 12/12/18 |01/30/18 | LCMS Grade MeOH, Lot 100 mL|13C3 HEPO-DA 00008 1 mL |13C3 HFPO-DA 0.5 ug/mL
B LCMS_MeOH_ 00110 B
13C3 HEPO-DA (I8) 0.5 ug/mlL
.13C3 HFPO-DA (0008 01/30/19 Wellington Laboratories, Lot {Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
n M3HEFPORDAOSL7
13C3 HEPO-DA (I8) 50 ug/mlL
CHEPO Spike 00004 10/30/18110/30/17 | LCMS Grade MeCH, Lot 100 mL | HFFO-DA 00004 1 mL | HFFO-DA 0.5 ug/mL
B CMS MeOH 00110 B
. .HFPO-DA 00004 07/13/20 Wellington Laboratories, Lot HEFPODAOT717 (Purchased Reagent) HEPO-DA 50 ug/mlL
HFPO ICV 00032 10/24/17110/10/17 | 80:20 Methanol H20, 1 mL |HEPO I.8. 00004 20 ul | 13C3 HFPO-DA 10 ug/L
- Lot 00016 B
HEPO Spike 00003 4 ulL | HFFO-DA 2 ug/L
CHEPO I.8. 00004 08/28/18|08/28/17 | LCMS8 Grade MeCH, Lot 100 mL | 13C3 HEPO-DA 00004 1 ml |13C3 HEPO-DA 0.5 ug/mL
LCMS MeCH 00110
..13C3 HFPO-DA 00004 08/28/18 Wellington Laboratories, Lot {Purchased Reagent) 13C3 HFPO-DA 50 ug/mL
B M3HFPOADAOGLG
CHEPO Spike 00003 01/11/18|01/10/17 | LCMS Grade MeOH, Lot 100 mL { HFPO-DA 00003 1 mlL | HEPO-DA 0.5 ug/mL
| LCMS_MeOQH 00110
. .HFPO-DA 00003 12/16/18 Wellington Laboratories, Lot HEPODAO213 (Purchased Reagent) HEPO-DA 50 ug/mL
HFPO ICV 00034 02/22/18102/08/18|80:20 Methanol H20, 1 mL HFFO I.3. 00008 20 ulL |13C3 HFPO-DA 10 ug/L
-7 Lot 0001 B
HEPO ICV_00001 10 ul, [HEPO-DA 1.95009 ug/L
JHEPO I.3. 00008 12/12/18101/30/18 | LCMS Grade MeCH, Lot 100 mL|13C3 HEPO-DA 00008 1 mL |13C3 HFPO-DA 0.5 ug/mL
B LCMS MeOH 00110 B
.. 13C3 HEPO-DA 00008 01/30/19 Wellington Laboratories, Lot (Purchased Reagent) 13C3 HEPO-DA 50 ug/mlL
M3HFPORDRO§17
HEPO ICV 00001 11/03/18|11/03/17 {Methanol, Lot 12345 100 mL | HFPO S8 stock C0002 20 ul | HFPO-DA 0.195009
ug/mlL
.HFPO SS stock 00002 11/03/18111/03/17 {Methanol, Lot 123495 500 mL |HFPO SS 00003 0.5026 g |HFPO-DA 975.044 ug/mL
.HFPO 85 00003 05/23/21 Synquest Laboratories, Lot Ql41-128 (Purchased Reagent) HEPO-DA 97 %
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Reagent

13C3 HFPO-DA 00004
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.'WELLINGT.N CERTiFICATE OF ANALYSiS-:-

LA B O R A T O R I E S DOCUMENTATION
PRODUCTCODE: ~  MBHFPODA -~ LOTNUMBER: MaHFPODAOGT
C'OMF_’QU_ND: _: ' 2 3 3 3. Tetrafluoro 2~(1 1 22,3, 3 3- heptafluorupropoxy) -G -propanmc ac:zd
STRUCTURE: - - TR - cAs#: | -th ayauaple

\/ il

F\ /c\c/o\is /C\

/\ NN o

il
MOLECULAR. FORMULA: C,2C,HF, O, ) MOLECULAR WEIGHT:  333.03
CONCENTRATION; 50 ¢ 2.5 pg/ml _ ' SOLVENT{S) ' Methanol
CHEMICAL PURITY: >98% ' : [SOTOPIC PURITY: >99% “C
LAST TESTED: (mmiddiyyvy) 06/25/201 3] . (“'C:s)

EXPIRY DATE: tmicdi) 06/25/2019
RECOMMEQDED'STORAGE;, Store ampoule In a cool, dark place

DOCUMENTATION/ DATA ATTACHED:

Figure 1: LC/MS Data (TIC and Mass Spectrum)
Flgure 2: LC/MB/MS Data (Selected MRM Transmons)

ADDITIONAL INFORMATION:

. See page 2 for further details.
. Contains ~ 1.5% of two constitutional isomers.
. Product is commercially known as GenX.

FOR LABORATORY USE ONLY: NOT FOR HUMAN OR DRUG USE

Certified By: % Date: _06/29/2016

“B.G. Chitim i)

Wellington Laboratories Inc., 345 Southgate Dr. Guelph ON N1G 3M5 CANADA
© 519-822-2436 - Fax: 519-822-2849 + info@well-labs.com

Formp:27, lssued 2004-11:10 MAHFPODADSE {4 of 4)
Revisionti:3, Revised 2015-03-24 Page 33 of 186 o
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INTENDED USE: ‘ '

The products prepared by Wellington Lahoratories Inc, are for laboratory use only. Thls oertlf‘ ed reference material (CRM) was
" designed to be used as a standard for the identification and/pr quantification-of the spacific chemical compound it contains.

HAZARDS: '

This preduct should only be used by quallfled personnel familiar with its potential hazards and frained in the hahdiing of hazardous
chemloals. Due care should be exercised to prévent Unnecessary human comntact or ingestion, All procedures should be carrled
out In a well-functioning fume hood and sultabla gloves, sye protection, and clothing should be worn at all imes. Waste should
be disposed of according to natlonal and regional regulations. Safety Datd Sheets (SDSs) are avallabls upon request,

SYNTHESIS i CHARACTERIZATION ‘
| Where possible, all of our products are synthesized using single-product unambiguous routes. They are then characterlzed, and
| tnelr structures and purltles confirmad, using a combination of the most relevant technigues, such as NMR, GG/MS, LCMSIMS,
} SFCUVIMSING, xray crystalloqraphy, and malting polm lsotopic purities of mass—labelled compounds are. also confirmed using
| HRGCIHRMS and/or LG/MS/MS .

HOMO&‘E‘:ENEITY=
Prior to solution preparatlon crystallme material is testad for homogenelty using a varlety of tachnigues (as stated above) and its
solublhty In a glven diluerit s taken Into consideration. Duplicate solutions of a new product are prepared from the samae crystaliine
lat and, after the addition of an appropriate Internal standard, they are cornpared by GCMS, LC/MS/MS andfor SFCIUVIMBMS.
The relative response factors of the analyte of interest In each sclution are required io be <5% RSD. New solution lots of existing
products are compared to older lots In the same manner, which further confirms the hormogeneity of the crystalline materal ag
well 85 the stabmty and homogeneity of the solutlons in the storage contalhers, .

UNCERTAINTY:

‘The maximum combined relative standard uncertamty of our reference standard solutions is r‘alcu|ated using the following
equaﬂor

\
I
|
I
i
x
x
|

The con"bmeu reiatwc standard uncertainty, (v of a value ¥ and the uncettalnty of the independant parameters

X, XX, on which it depends is: s
' U, (% Xy ek, ) = 1#2“0”"3‘ Y
i=1

where x Is expressed as a relative standard uncenalnfy of the Individual parameter,

The Individual uncertainties taken into account include those associated with weights (oali'bration of the balanca) and Qolumes
{callbration of the volumetric glasswars). An expanded maximum combined percent relative uncertainty of £5% {calculated with a
coverage factor of 2 and 4 level of confidence of 856%) Is stated an the Certificate of Analysis for all of out products.

TRACEABILITY: .
All reference standard solutions are fraceable fo specific crystalline lots. The microbalances used for solution preparation are
regularly tested by an external ISOAEC 17026 accradited calibration company. In addition, thelr callbration Is verified prior to each
weighing using NIST and/or NRC traceable external weights. All volurhetrlc glassware used Is of Class A tolerance and has been -
tested according to the appropriate ASTM procedures, which are ultimately traceable to NIST. For certain products, traceabllity to
international interlaboratory studies has also been established.

EXPIRY DAY EJ PERICD OF VALIDITY; ) '
Ongolng stablilty studies of this product have demonstrated stability in Its composition and concentration, until the specified expiry

data, in'the unopened ampoule. Monitoring for any degradation or change in coneentration of the listed analyte(s) Is performed
on a-routine basis, '

LIMITED WARRANTY:

Af the time of shipment, all products are warranted to be free of defects in material and wcrkmanshlp and to conform to the stated
technical and purity specifications.

QUALITY MANAGEMENT: '
This product was produced using a Quality Management System registered 1o the latest versions of 180 8001 by SAl Global,

ISOAEC 17025 by the Canadian Asscciation for Laboratory Accraditation Inc. (CALA A 1228}, and 18O GUIDE 34 by ANSIASQ
Matlonal Accreditation Board (ANAB; AR-1523).

NoCRECITED

:; mCALA |

SRR
AELLOTEN P AN REFERCHCE MAZERIAL
PHODUCER

“For additional information or assistance concering this or any other products from Wellington Laboratories Inc "
please visit our webslte at wynwv.well-labs.com or contact us directly at info@well-labs.com**

Forinik:27, {ssued 2004-11-10 . ) ‘ . M3HFF’ODA0615 {2 0f4)
Rgvisionit:3, Rovized 20715-03-24 . revd
o Page 34 of 186
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Flaure 1: = M3HFPO-DA; LC/MS Data (TIC and Mass Spectrum)

25june2016_M3HFPODA_003 = - 25-Jun-2016 - 15:50:58 - S
MSHFPODAOG']G 25 ug/mi . R . Tohe "~ Bean ES-
100* . o - - . 7 A ' 2.7_587_"
BE"
A g e e e e e A B A B i i1
{ _ 050 . 100 1.50 2.00 2.50 3. 00 3.50 4.00 4.50 5.00
25june2(16_M3HFPODA_003 139 (2.337) 25-Jun-2016 15:50:58
M3HFPODARG1E 25 ug/iml . . Scan ES-
1 DO--| : _ ) i _ 7 . 332 2.68ed
1 - 287
\5,‘3_
! 286 | 288 _ , 331 | 333
259 i \
0 rl‘l;1lllLJl\lllllI]ll[llllllllll"l[!l()llklll\I\lllIIl‘llIlIIIV\iI!ll]!lllilII r1|1]=lr“!"rm]"2
250 255 260 265 270 275 280 285 200 2085 300 305 310 315 320 325 330 335 340 345
Conditions for Flgurs 1;
LC: ~ Waters Acquity Ultra Performance LC
Ms: Micromass Quattro micro API MS
Chromatographic Conditions MS Paramsters
Column: Acquity UPLC BEH Shield RP,, '
. 1.7 pm, 2.9 x 100 mm Experiment: Full Scan {250 - 850 amu)
Maobile phase: Gradient ) Source: Elactrospray (negative)
Starl: 50% (80:20 MeOH:ACN)/ 50% H.O Capillary Voltage (kV) = 3.00
{both with 10 mM NH,OAc bufier) Cone Voltage (V} = 9.00
Rammp to 80% orgamc over 7 min and held for 1.5 min Cone Gas Flow {I/hr) = 50
hefore raturning to Initial conditions in 0.5 min. Desolvation Gas Flow (I/hr} = 750
Tima: 10 min
Flow: 300 wlimin

Formii 27, lssuad 2004-11-10

: M3HFPODADBTS {3 of 4)
Revisionit:3, Reviesd 2015-03-24 Page 35 of 186 rev0
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N

Fiqure2: . M3HFPO-DA; LCIMS/MS Data (Sefected MRM Transitions) S ’
25une2016_M3HFPODA_006 25-Jun-2016 70545 o '
M3HFPODAOB16 500 ng/ml . N - C ol . L
0w ’ M3HFPO-DA [3C412C5F 0 —  ['3C,'2C4F 01 332 > 287
00y - _ 28104
5= . .
G’II‘!}I‘I‘- IIIIfllll‘lllllllllllllllllII‘IIII‘IIII‘IIII!I!\IEIIII‘III!‘IIlllII\F"I?II’I‘IF!II‘ID)I'III‘I]
3.80 4.00. 4.20 4.40 4,60 4.80 5.00 5.20 5.40 5.60 5.80
HFPODA CIGF 0 — [CeFy,OT 329 > 285
, ‘ ) 113
= _ :
IXTLH“'I “EET r/'r\1‘(\f‘r ATT TPETTTT T 5 : * TWA‘TAAM -
4,00 4,20 4.40 4.60 4,80 5.00 5.20 5.40 560 . 5.80
| o0 [3C,2C4HF 1,04~ [’13021203HF100} P 269
1 I,
Ii. l ¥ Im Ij\/I\ ,.I'_!J/l\{\i IM[ M\ I L I R/\II\‘I T ! 1 mI LI ) ‘ LI A\MI L} I/i\\ T /I\\I/I\{ I ™% le l I{I\I l
| aso 4.00 420 440 80 4.80 5.00 5.2 5.40 5.60 5.80
0 t”c:,“cgr-‘ O -+ [196,"2C,0] 204 > 249
] B4
3 \II-IIII\a/l T I;\I/:IIII T /\ I[\l I/\IIAAI/\II TF l ] ‘ T | l/i\l (X I T I T I T i I[II\I I [ Bt | I T l 1T1TT | LI I—IA"{\J T I 7000 20 l TTITT l 7T I- T l ERLE ) l N
3.80 4.00 4.20 4.40 4.80 4.80 5.0 5.20 5.40 5.60 580 -
100 [133312C2F903] — B¢, "2C,F,0r 282 > 237
m /\ N
<
‘%I T7 I/‘\I T III\I‘\IiI\II \!/!\I TT ] T lelkﬂll\l/i\l T l/—l\l[l—l\ll’\li/\l/ll\i\/l_l\{\l I,I/I‘\I\] \ ¥ Ij/l\I/I\IIA mrrT ! T I L | LI I TT I L] ! TTTT '
4.00 4.20 4.40 460 . 480 520 540 5,60 5.80
100 I13C212C3F903]' —— [130112C3F3{)]' 281 » 236
% mjk/\ M, o
* el A M ALl
GIIIIIIIII.I’l\lllllllklllilf‘\{l\llllllliIIIill(lAIIIIlllilllll!lIlI!IlIIIIIIJArI{\I/?\IlAﬁi IIQI!JIII'III‘I
3.80 4.00 4.20 4,40 460 = 480 500 5.20 5.40 5.60 5.80 _
PFOS [C4F 78051 -~ [FSO,I 499 > 99
100 ' 76.9
ae
%l l/;\I/\I T ‘ LI ) I I ¥ I[\IAII IM/I\I I/‘IV\II/}Il’i\T\I/I:\II\I\ IAII/’I\I,-I/I\I&I T !I/\I/I\/I\AI IAI’\I I/N‘\\:ﬂk I/I\I/I\I/I\IIIAI\‘II\,I\I/T\IN{},:\I T ’
3.80 4.00 4.20 4.40 480 4.80 5.00 5.20 5.40 5.60 5,80
" PFOA [CsF 150, —  [C/Fyl 413 > 369
100~ 344
rax _
Oillilr-rlf’\IlllI:\x |I‘ljl\l( ‘/I\{\I{I\lﬁl\lﬁAliillll G\Af‘l/\lﬁ\l tIIIII llil lIII!IIIJ {,IA\II/I«T‘I‘T{:\"I\II'II\IlllllIIII' Time
3.80 00 420 4.40 460 480 5.00 520 - 540 5.60 5.80
G ons, Jire s
Injsction: Diract loop Injectlon . M8 Parameters
10 l (500 ngfml M3HFPO-DA) : :
: . . B} . - Collision Gas {fnbar) = 3.46e-3
Mobile phase: Isocratic 80% (80:20 MeOH:ACN) / 20% M,0 Gollision Energy (eV) = 5
{both with 10 mM NH,OAc buffer)
Flovw: 300 plmin
Formh 27, lssuad 2004-"!?-10 ' V ' MIHFPODAGE1G (4 of 4)
lgionit:3, i 15-0.3-, .
Revision#:3, Revisad 2015-03-24 . Page 36 of 186 ) ravl)
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Reagent

13C3 HFPO-DA 00008
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'fWELLINGT.N CERTIEICATE OFANALYSIS |

_'.,LABORATORIES

PRODUCT CODE: . - M3HFPO-DA

. - LOT NUMBEB, _ M3HFPODA0817 o
COMPOUND: -~ . 23, 3 3-Tetrafluoro-2- (1 1 22,333 heptafluoropropoxy) ”C propanmc amd e
STRUCTURE: - , - .. cASH#: Not a\rallable o
| “ROF fﬁ
o O —Ong )‘3\
/\ AN
F F CFy
MOLECULAR FORMULA: = “C,"CHF O, . MOLECULAR WEIGHT; 3'3_3.03
CONCENTRATION: 50 + 2.5 pg/mi ' - SOLVENT(S): Methanol
CHEMICAL PURITY: >08% : ' ISOTOPIC PURITY: 299% °C
LAST TESTED: (e 08/17/2017 o - {"Cy)
EXPIRY DATE: vy 08/17/2020

RECOMMENDED STORAGE: Store ampoule in a cool, dark place

[k ¥
IEU

Figure 1: LC/MS Data (TIC and Mass Spectrum)
Figure 2; LC/MS/MS Data (Selected MRM Transitions)

ADDITIONAL INFORMATION;
° ‘See page 2 for further detalls.

. Contains ~ 1.5% of two constitutional isomers.
Product is commercially known as GenX.

FOR LABORATORY USE ONLY: NOT FOR HUMAN OR DRUG USE

Certified By: % Date: _(08/25/2017

P
B.G. Chittim, General Manager {mdelyyyy)

Weliington Laboratories Inc., 345 Southgate Dr. Guelph ON N1G 3M5 CANADA
519-822-2436 = Fax: 519-822-2849 « Info@well-labs.com
Form#:2T, lssued 2004-11-10 -

MEHFPODADSTT (4 of 4)
Revislorid, Revised 2017-03-08 Page 38 of 186 rewD
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INTENDED USE; ‘ ' ' ’
" The protucts preparad by Woellington Laboratoties Inc. are for laboratory use only This certifled referance materlal (CRM) was -
deslgned fo be used as a standard for the Identification andfor quantification of the speclfio chemical compound it contains.

HAZARDS: :

This product should ohly be used by quallfled personriel familiar with its potentlal hazards and tralned in the handling of hazardous
chemicals, Due care should be exercised to prevent unnecessary human contact or Ingestion. All procedures should be cariad-
olt In & weli-functiehing fume hood and sultable giaves, aye protection, and clothing should be worn at all imes, Waste should
be disposed of according to national and reglonal regulations. Safety Data Sheets (SDSs) are available upon request.

SYNTHESIS { CHARACTERIZATION:

|
|
‘ " Where possible, all of our products are synthesized using single-product unambiguous routes. They are then characterized, and
their structures and purities confirmed, using a combination of the most relevant techniques, such as NMR, GCMS, LCMSIMS,
|

SFCIUVIMSIMS, x-ray crystallography, and melting point. Isotoplc purities of mass-labelled compounds are also conflrmed using
HRGCMHRMS and/or LO/MS/MS.

HOMOGENEITY:

Prior to-selution preparation, crystalline material Is tested for homogeneity using a variety of techniques (as stated above) and its
g solubillty in a given diluent Is taken Into consldsration. Duplicate solutions of a new praduct are preparad from the same crystaliine
' lot and, aftar the addiion of an appropriate internal standard, they are compared by GC/MS, LC/MS/MS andfor SFCIUVIMEMS,
The relative response factors of the analvte of Inlerest In each solution are required to ba <5% R8D, New solution lots of existing
products are compared to older lots in the same manner, which furiher confirms the homogenelty of the crystalline materlal as
well as the stability and homogeneity of the solutions in the storage contalners. In order to maintain the Integrity of the assigned
value(s), and assoclated uncertainty, the dilutlon or Infection of a subsample of this product should be performed using callbrated
measuring equipment.

The maximum combined relative standard uncertalnty of our reference standard solutions Is calculated using the followlng
aguation:

The combined relative standard uncertainty, uc(yj, of a value y and the uncertainty of the Independant parameters

X,y Xyer X, OTUWHICH it depends is: 0 )
TR ICRINER) ERRT SRS
f=d

whers % is expressed as a relative standard uncertainty of the Individual paramster.

The Individual uncertainties taken into account include those associated with weights {calibration of the balance} and volumes
{calibration of the volumetric glassware). An expanded maximum combined percent relative uncertainty of £5% (calculated with a
covarage factor of 2 and a level of confldence of 95%}) Is stated on the Certificate of Analysis for all of our products.

IRACEABILITY;
All refersnos standard solutions are traceable to specific crystaliing lots, The microbalances used for solution preparation are
regularly tested by an external ISO/EC 17025 accredited calibration company. In addition, their callbration |s verifisd prlot to each
welghlng using calibrated NIST andfor NRC traceable external weights. All volumetric glassware used is callbrated, of Class A
tolerance, and has beon tested according to the appropriate ASTM procedures, which are ultimately traceable to NIST. For certain
products, traceabllity to international Interlaboratory studies has also been established.

EXPIRY DATE ! PERIOD OF VALIDITY:
Ongolng stabllity studles of thls product have demonstrated stability in its composition and concentration, until the spacified axpiry
date, In the unopened ampoule. Monitoring for any degradation or changes in congcentration of the listed analyte(s) is parformed
on & routine basls,

LIMITED WARRANTY:

At the time of shlpment all products are warranted to be free of defects in material and workmanship and to confonm to the stated
technical and purity specifications.

QUALITY MANAGEMENT:
This product was produced using a Quality Management System registered to the latest verslons of IS0 9001 by SAl Global,
ISO/IEC 17025 by the Canadian Associatlon for Laboratory Acoreditation Inc. (CALA; A 1226), and 1SO GUIDE 34 by ANSI-ASQ
Natlonal Accreditation Board (ANAB; AR-1523).

M CALA

"ﬁ ﬁ FsTiog:

Aegradilation Ha. AKRE

AGCREDRITER

HEELHENCE BATERIAL,
FRODUCER

*Faor additional information or assistance coneerning this or any other products from Wellingten Laboratories Inc.,
please visit our website at www.well-labs .com of contact us directly at info@well-labs.com™™ -

Formib 27, lsstiod 2004-11-10 - M3IHFPODADBAT {2 of 4)
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Fiqure1: ~  M3HFPO-DA; LC/MS Data (TIC and Mass Spectrum) =~~~ -

17aug2017._M3HFPODA_001 T AT-Aug 2017 i4a8iad.
M3HFPODAOS17 25 ugiml TR IR A . ScanES -
Wom Tie)

2.49e7|

TTTTTY ll'Illll\|ll'llllIlIll;I‘!llIIil]lll!‘llll'llliilelllblllil-\\‘11|l|lll‘li\hlllll!l"lll!lllllll‘)\II\\;I'IIIIIII'I‘IIII[Tima

0.50 1.00 150 . 2.00 2.50 3.00 3.60- 400 450 5.00 5.50 5.00

17aug2017_M3HFPODA_001 112 (1.883)  17-Aug-2017  14:38:34 '
M3HFPODADS17 25 ug/mi -  Scan ESH

100 27 o - : 44765

_ 33

;‘Hllﬂ I‘ll.‘}(hx;IA\l“llllllll'|]llll|!ll|'||||1|Iiil]11ll|\ Illlvllllllllllllll‘!lll“\llllllllll\H)IIH‘I "l”‘"l""‘i“'"|"”|"”|”"l"”I“"|“"|"”|' l’l’tfz
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Conditions for Flagure 1; ]

-
x]

Waters Acquity Ulira Performance LC
LN Micromass Quattro micro API MS

=

Chromatographle Conditions MS Parameters
Column: Acquity UPLC BEH Shield RP,
1.7 um, 2,1 x 100 mm Experiment: Full Scan (225 - 85¢ amu)

Mobile phase: Cradient Sourcé: Electrospray {negative)'

Start: 55% MeOH / 45% H,0 with 10 mM NH,0Ac buffer Caplilary Voltage (kV} = 3.00
Ramp to 80% organic over 7.5 min and hold for 1.5 min Cone Voltags (V) = 10,00
before returning to initial conditions in 0.5 min. Cone Gas Flow {i/hr) = 100

Desolvation Gas Flow (I/hr) = 750
Time: 10 min :

Flow: 300 ulfmin
Fonmi#27, lssusd 2004-11-10 M3IHFPODAQSLT (3 of 4)
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Eigure 2 M3HFPO-DA; LG/MS/MS Data (Selected MRM Transitions)
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Conditions for Flgure 2:

Injection: Direct loop Injection MS Parameters
10 il {BOO ng/mi M3HFPO-DA}

Collision Gas (mbar) = 3,24e-3
Mobile phase: lsocratic 80% MeOH / 20% H,0 with 10 mM NH,OAc buffer Collision Energy {eV) = 5

Flow: 300 u limin
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'fWELLINGT.N CERTIEICATE OFANALYSIS |

_'.,LABORATORIES

PRODUCT CODE: . - M3HFPO-DA

. - LOT NUMBEB, _ M3HFPODA0817 o
COMPOUND: -~ . 23, 3 3-Tetrafluoro-2- (1 1 22,333 heptafluoropropoxy) ”C propanmc amd e
STRUCTURE: - , - .. cASH#: Not a\rallable o
| “ROF fﬁ
o O —Ong )‘3\
/\ AN
F F CFy
MOLECULAR FORMULA: = “C,"CHF O, . MOLECULAR WEIGHT; 3'3_3.03
CONCENTRATION: 50 + 2.5 pg/mi ' - SOLVENT(S): Methanol
CHEMICAL PURITY: >08% : ' ISOTOPIC PURITY: 299% °C
LAST TESTED: (e 08/17/2017 o - {"Cy)
EXPIRY DATE: vy 08/17/2020

RECOMMENDED STORAGE: Store ampoule in a cool, dark place

[k ¥
IEU

Figure 1: LC/MS Data (TIC and Mass Spectrum)
Figure 2; LC/MS/MS Data (Selected MRM Transitions)

ADDITIONAL INFORMATION;
° ‘See page 2 for further detalls.

. Contains ~ 1.5% of two constitutional isomers.
Product is commercially known as GenX.

FOR LABORATORY USE ONLY: NOT FOR HUMAN OR DRUG USE

Certified By: % Date: _(08/25/2017

P
B.G. Chittim, General Manager {mdelyyyy)

Weliington Laboratories Inc., 345 Southgate Dr. Guelph ON N1G 3M5 CANADA
519-822-2436 = Fax: 519-822-2849 « Info@well-labs.com
Form#:2T, lssued 2004-11-10 -
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INTENDED USE; ‘ ' ' ’
" The protucts preparad by Woellington Laboratoties Inc. are for laboratory use only This certifled referance materlal (CRM) was -
deslgned fo be used as a standard for the Identification andfor quantification of the speclfio chemical compound it contains.

HAZARDS: :

This product should ohly be used by quallfled personriel familiar with its potentlal hazards and tralned in the handling of hazardous
chemicals, Due care should be exercised to prevent unnecessary human contact or Ingestion. All procedures should be cariad-
olt In & weli-functiehing fume hood and sultable giaves, aye protection, and clothing should be worn at all imes, Waste should
be disposed of according to national and reglonal regulations. Safety Data Sheets (SDSs) are available upon request.

SYNTHESIS { CHARACTERIZATION:

|
|
‘ " Where possible, all of our products are synthesized using single-product unambiguous routes. They are then characterized, and
their structures and purities confirmed, using a combination of the most relevant techniques, such as NMR, GCMS, LCMSIMS,
|

SFCIUVIMSIMS, x-ray crystallography, and melting point. Isotoplc purities of mass-labelled compounds are also conflrmed using
HRGCMHRMS and/or LO/MS/MS.

HOMOGENEITY:

Prior to-selution preparation, crystalline material Is tested for homogeneity using a variety of techniques (as stated above) and its
g solubillty in a given diluent Is taken Into consldsration. Duplicate solutions of a new praduct are preparad from the same crystaliine
' lot and, aftar the addiion of an appropriate internal standard, they are compared by GC/MS, LC/MS/MS andfor SFCIUVIMEMS,
The relative response factors of the analvte of Inlerest In each solution are required to ba <5% R8D, New solution lots of existing
products are compared to older lots in the same manner, which furiher confirms the homogenelty of the crystalline materlal as
well as the stability and homogeneity of the solutions in the storage contalners. In order to maintain the Integrity of the assigned
value(s), and assoclated uncertainty, the dilutlon or Infection of a subsample of this product should be performed using callbrated
measuring equipment.

The maximum combined relative standard uncertalnty of our reference standard solutions Is calculated using the followlng
aguation:

The combined relative standard uncertainty, uc(yj, of a value y and the uncertainty of the Independant parameters

X,y Xyer X, OTUWHICH it depends is: 0 )
TR ICRINER) ERRT SRS
f=d

whers % is expressed as a relative standard uncertainty of the Individual paramster.

The Individual uncertainties taken into account include those associated with weights {calibration of the balance} and volumes
{calibration of the volumetric glassware). An expanded maximum combined percent relative uncertainty of £5% (calculated with a
covarage factor of 2 and a level of confldence of 95%}) Is stated on the Certificate of Analysis for all of our products.

IRACEABILITY;
All refersnos standard solutions are traceable to specific crystaliing lots, The microbalances used for solution preparation are
regularly tested by an external ISO/EC 17025 accredited calibration company. In addition, their callbration |s verifisd prlot to each
welghlng using calibrated NIST andfor NRC traceable external weights. All volumetric glassware used is callbrated, of Class A
tolerance, and has beon tested according to the appropriate ASTM procedures, which are ultimately traceable to NIST. For certain
products, traceabllity to international Interlaboratory studies has also been established.

EXPIRY DATE ! PERIOD OF VALIDITY:
Ongolng stabllity studles of thls product have demonstrated stability in its composition and concentration, until the spacified axpiry
date, In the unopened ampoule. Monitoring for any degradation or changes in congcentration of the listed analyte(s) is parformed
on & routine basls,

LIMITED WARRANTY:

At the time of shlpment all products are warranted to be free of defects in material and workmanship and to confonm to the stated
technical and purity specifications.

QUALITY MANAGEMENT:
This product was produced using a Quality Management System registered to the latest verslons of IS0 9001 by SAl Global,
ISO/IEC 17025 by the Canadian Associatlon for Laboratory Acoreditation Inc. (CALA; A 1226), and 1SO GUIDE 34 by ANSI-ASQ
Natlonal Accreditation Board (ANAB; AR-1523).

M CALA

"ﬁ ﬁ FsTiog:

Aegradilation Ha. AKRE

AGCREDRITER

HEELHENCE BATERIAL,
FRODUCER

*Faor additional information or assistance coneerning this or any other products from Wellingten Laboratories Inc.,
please visit our website at www.well-labs .com of contact us directly at info@well-labs.com™™ -
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Fiqure1: ~  M3HFPO-DA; LC/MS Data (TIC and Mass Spectrum) =~~~ -
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Conditions for Flagure 1; ]

-
x]

Waters Acquity Ulira Performance LC
LN Micromass Quattro micro API MS

=

Chromatographle Conditions MS Parameters
Column: Acquity UPLC BEH Shield RP,
1.7 um, 2,1 x 100 mm Experiment: Full Scan (225 - 85¢ amu)

Mobile phase: Cradient Sourcé: Electrospray {negative)'

Start: 55% MeOH / 45% H,0 with 10 mM NH,0Ac buffer Caplilary Voltage (kV} = 3.00
Ramp to 80% organic over 7.5 min and hold for 1.5 min Cone Voltags (V) = 10,00
before returning to initial conditions in 0.5 min. Cone Gas Flow {i/hr) = 100

Desolvation Gas Flow (I/hr) = 750
Time: 10 min :

Flow: 300 ulfmin
Fonmi#27, lssusd 2004-11-10 M3IHFPODAQSLT (3 of 4)
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Eigure 2 M3HFPO-DA; LG/MS/MS Data (Selected MRM Transitions)
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Conditions for Flgure 2:

Injection: Direct loop Injection MS Parameters
10 il {BOO ng/mi M3HFPO-DA}

Collision Gas (mbar) = 3,24e-3
Mobile phase: lsocratic 80% MeOH / 20% H,0 with 10 mM NH,OAc buffer Collision Energy {eV) = 5

Flow: 300 u limin

Foreit: 27, issied 2004-11-40 MIHFPODADSIT (4 of 4)

evisiont4, Revised 200 7-03-06
Revisionit:4, Revised 204 7-03-0 Page 46 Of186

ED_002011_00000060-00046

ravl




Reagent
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'fWELLINGT.N CERTIEICATE OFANALYSIS |

_'.,LABORATORIES

PRODUCT CODE: . - M3HFPO-DA

. - LOT NUMBEB, _ M3HFPODA0817 o
COMPOUND: -~ . 23, 3 3-Tetrafluoro-2- (1 1 22,333 heptafluoropropoxy) ”C propanmc amd e
STRUCTURE: - , - .. cASH#: Not a\rallable o
| “ROF fﬁ
o O —Ong )‘3\
/\ AN
F F CFy
MOLECULAR FORMULA: = “C,"CHF O, . MOLECULAR WEIGHT; 3'3_3.03
CONCENTRATION: 50 + 2.5 pg/mi ' - SOLVENT(S): Methanol
CHEMICAL PURITY: >08% : ' ISOTOPIC PURITY: 299% °C
LAST TESTED: (e 08/17/2017 o - {"Cy)
EXPIRY DATE: vy 08/17/2020

RECOMMENDED STORAGE: Store ampoule in a cool, dark place

[k ¥
IEU

Figure 1: LC/MS Data (TIC and Mass Spectrum)
Figure 2; LC/MS/MS Data (Selected MRM Transitions)

ADDITIONAL INFORMATION;
° ‘See page 2 for further detalls.

. Contains ~ 1.5% of two constitutional isomers.
Product is commercially known as GenX.

FOR LABORATORY USE ONLY: NOT FOR HUMAN OR DRUG USE

Certified By: % Date: _(08/25/2017

P
B.G. Chittim, General Manager {mdelyyyy)

Weliington Laboratories Inc., 345 Southgate Dr. Guelph ON N1G 3M5 CANADA
519-822-2436 = Fax: 519-822-2849 « Info@well-labs.com
Form#:2T, lssued 2004-11-10 -
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INTENDED USE; ‘ ' ' ’
" The protucts preparad by Woellington Laboratoties Inc. are for laboratory use only This certifled referance materlal (CRM) was -
deslgned fo be used as a standard for the Identification andfor quantification of the speclfio chemical compound it contains.

HAZARDS: :

This product should ohly be used by quallfled personriel familiar with its potentlal hazards and tralned in the handling of hazardous
chemicals, Due care should be exercised to prevent unnecessary human contact or Ingestion. All procedures should be cariad-
olt In & weli-functiehing fume hood and sultable giaves, aye protection, and clothing should be worn at all imes, Waste should
be disposed of according to national and reglonal regulations. Safety Data Sheets (SDSs) are available upon request.

SYNTHESIS { CHARACTERIZATION:

|
|
‘ " Where possible, all of our products are synthesized using single-product unambiguous routes. They are then characterized, and
their structures and purities confirmed, using a combination of the most relevant techniques, such as NMR, GCMS, LCMSIMS,
|

SFCIUVIMSIMS, x-ray crystallography, and melting point. Isotoplc purities of mass-labelled compounds are also conflrmed using
HRGCMHRMS and/or LO/MS/MS.

HOMOGENEITY:

Prior to-selution preparation, crystalline material Is tested for homogeneity using a variety of techniques (as stated above) and its
g solubillty in a given diluent Is taken Into consldsration. Duplicate solutions of a new praduct are preparad from the same crystaliine
' lot and, aftar the addiion of an appropriate internal standard, they are compared by GC/MS, LC/MS/MS andfor SFCIUVIMEMS,
The relative response factors of the analvte of Inlerest In each solution are required to ba <5% R8D, New solution lots of existing
products are compared to older lots in the same manner, which furiher confirms the homogenelty of the crystalline materlal as
well as the stability and homogeneity of the solutions in the storage contalners. In order to maintain the Integrity of the assigned
value(s), and assoclated uncertainty, the dilutlon or Infection of a subsample of this product should be performed using callbrated
measuring equipment.

The maximum combined relative standard uncertalnty of our reference standard solutions Is calculated using the followlng
aguation:

The combined relative standard uncertainty, uc(yj, of a value y and the uncertainty of the Independant parameters

X,y Xyer X, OTUWHICH it depends is: 0 )
TR ICRINER) ERRT SRS
f=d

whers % is expressed as a relative standard uncertainty of the Individual paramster.

The Individual uncertainties taken into account include those associated with weights {calibration of the balance} and volumes
{calibration of the volumetric glassware). An expanded maximum combined percent relative uncertainty of £5% (calculated with a
covarage factor of 2 and a level of confldence of 95%}) Is stated on the Certificate of Analysis for all of our products.

IRACEABILITY;
All refersnos standard solutions are traceable to specific crystaliing lots, The microbalances used for solution preparation are
regularly tested by an external ISO/EC 17025 accredited calibration company. In addition, their callbration |s verifisd prlot to each
welghlng using calibrated NIST andfor NRC traceable external weights. All volumetric glassware used is callbrated, of Class A
tolerance, and has beon tested according to the appropriate ASTM procedures, which are ultimately traceable to NIST. For certain
products, traceabllity to international Interlaboratory studies has also been established.

EXPIRY DATE ! PERIOD OF VALIDITY:
Ongolng stabllity studles of thls product have demonstrated stability in its composition and concentration, until the spacified axpiry
date, In the unopened ampoule. Monitoring for any degradation or changes in congcentration of the listed analyte(s) is parformed
on & routine basls,

LIMITED WARRANTY:

At the time of shlpment all products are warranted to be free of defects in material and workmanship and to confonm to the stated
technical and purity specifications.

QUALITY MANAGEMENT:
This product was produced using a Quality Management System registered to the latest verslons of IS0 9001 by SAl Global,
ISO/IEC 17025 by the Canadian Associatlon for Laboratory Acoreditation Inc. (CALA; A 1226), and 1SO GUIDE 34 by ANSI-ASQ
Natlonal Accreditation Board (ANAB; AR-1523).

M CALA

"ﬁ ﬁ FsTiog:

Aegradilation Ha. AKRE

AGCREDRITER

HEELHENCE BATERIAL,
FRODUCER

*Faor additional information or assistance coneerning this or any other products from Wellingten Laboratories Inc.,
please visit our website at www.well-labs .com of contact us directly at info@well-labs.com™™ -
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Fiqure1: ~  M3HFPO-DA; LC/MS Data (TIC and Mass Spectrum) =~~~ -
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Conditions for Flagure 1; ]

-
x]

Waters Acquity Ulira Performance LC
LN Micromass Quattro micro API MS

=

Chromatographle Conditions MS Parameters
Column: Acquity UPLC BEH Shield RP,
1.7 um, 2,1 x 100 mm Experiment: Full Scan (225 - 85¢ amu)

Mobile phase: Cradient Sourcé: Electrospray {negative)'

Start: 55% MeOH / 45% H,0 with 10 mM NH,0Ac buffer Caplilary Voltage (kV} = 3.00
Ramp to 80% organic over 7.5 min and hold for 1.5 min Cone Voltags (V) = 10,00
before returning to initial conditions in 0.5 min. Cone Gas Flow {i/hr) = 100

Desolvation Gas Flow (I/hr) = 750
Time: 10 min :

Flow: 300 ulfmin
Fonmi#27, lssusd 2004-11-10 M3IHFPODAQSLT (3 of 4)
Revisiontt4, Revised 2017-03-06 Page 50 of 186 1av0

ED_002011_00000060-00050




Eigure 2 M3HFPO-DA; LG/MS/MS Data (Selected MRM Transitions)
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100- [PC,12C,Fo040 — [13C,12C,F,01 282 > 237
| o 78.6
g} AVA : ‘A ‘ A A l.“ VAW AA‘A‘L ‘.A P ‘AkAA
3.80 4.00 4,20 4.40 4,60 4.80 5,00 520 5.40 5.60 5.80
100 [130212031:903]- i [13011203F90}' 281 > 236
E : , A 79.8
] /
IAY: |
3.80 4.00 4.20 4.40 4.80 4.80 5.00 5.20 5.40 5.60 5.80
100 PFOS [C4F 80,1 — [FSQ,) 499 > 99
F 3 204
A ,\
0 - ‘ - Y . A
T = T 1 { T
3.80 4.00 4,20 4.40 4,60 4.80 5.00 5.20 5,40 5.60 5.80
10 PFOA [CeF150, — [C;F gl 413 > 369
232
2
Time

80 400 | 420 | 440 | 480 480 500 520 540 | 560 580

Conditions for Flgure 2:

Injection: Direct loop Injection MS Parameters
10 il {BOO ng/mi M3HFPO-DA}

Collision Gas (mbar) = 3,24e-3
Mobile phase: lsocratic 80% MeOH / 20% H,0 with 10 mM NH,OAc buffer Collision Energy {eV) = 5

Flow: 300 u limin
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Reagent

HFPO I.S. 00004
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TestAmerica | min

Q

AR BRI

8.

DI N ENVIRON

Reagent ID: HFPO 1.5._00004

Expiration Date: 08/28/2018
| Description: intarnal Standard for HFPO 0.5ug/m! Laboratory: TestAmerica Denver
1 No. of Bottles: 1 Prapared By: Meyer, Andrew GO
‘ Storage Location: North Analytical Bodveal [.CMS Grade MeOH
Reagent Volume: 100.000 ml Solvest Lot LOMS_MeOH_00110
Creation Date: 0Bf28/2017
Open Date:
Container(s): 47008206
Comment:
Reagent Analyte Information
>—_ B e - . Soursn R B TRTY Source Cone, - Final - — ———Final — - -
| Analyte Source ID Exp. Dale LONG, Units Gone. Cone. Units
1303 HFPO-DA 13C3 HFPO-DA 00004 08/28/2048  50.00000 ugiml £.50000 ugimi.
1303 HFPO-DA {18} 13C3 HFPO-DA_D0004  08/28/2018  50.00000 ug/mL 0.50000 ugfmt.
Bource Re: gonts
Vendor Yendor Volume  Volum
Reagent Description Type Expiration VYendor Lot # Gat Lot # Used Units
1303 1303 HFPODA LS. for  ASTD 08/28/18  Wallington LaboratoriesM3HFPOADAOSTEMBHFPO-DA  1.00000 mL

HFPG-DA_00004  HFPO

9\7“ WF(;/; 7

0872972017 10:48 Page 1 of 1
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taset: Untitled

st Altered:  Tuesday, August 29, 2017 10:47:21 Mountain Dayiight Tima
nted: Tussday, August 29, 2017 10:47:53 Mountain Daylight Time

sthod: C\MassLynid8324. PROMethDBfpo.mdiy 23 Aug 2047 10:19:62
libration: C:\MassLynx\W@321.PROWCurveDB\hipoi Td24.cdb 24 Apr 2077 13:20:17

mple Name: hfpo717H23083

PO S 00004 MR of 2 channals, ES-
328.0 > 284.8
e HFPO 2.805¢+008
| (.98
g 2724182
i 2. 724

G
PR

peree s

t nfpo717H23083 10.000 099 27941822 28705438 0946 bd 100 04
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faset: " Lintitled

st Altered:  Tuesday, August 29, 2017 10:47:21 Mouniain Daylighi Time
nted: Tuesday, August 28, 2017 10:47:53 Mountain Daylight Time

mple Name: hfpo?17H23083

POIS 00004 MRM of 2 channels, ES-
3318 > 2868
- HFPO (15)_ 2.93%e+0086
(.99
28795.44 d
2.88s4 B

oy

:AI"l|\\||1YJ T min
1.80

28795.438

bbb
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Reagent

HFPO-DA 00003
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WE LL’E NG

] 0 YA 1 20 AV y
TG o AT 304 S LA e L Rt R

‘ON

CERTIFICATE OF ANALYSIS
ATC } RIES

DOCUMENTATION

=1

R

L.

PRULDHCT L0
EAEOUND;

STRUCTURE:

i N 11N

AOLECULAR FORMULA:
RONGENTRATION:
SHEMICAL PURITY:
LABT YEBTEDL oy

HEFOO-DA LOT NUMBER: HFPODADZ13
D58 Lot fivore 2400, 1,2, 2,333 thta:n Toroprapoy i-oropsnals acld

Lag#; 13262-13-6
B B i _
N/ I
L ,»'"G'*-..‘ _‘_.‘Q.\ LN
Loy
AN
f 4

CHFE 0, M ECULAR WEIGHT, 320,08
50+ 2.5 pg/mi SOLYENTIS) Methano
Bl H

, \'3;}
VR0 20 14 e A{Q

SEPIRY DAVE: wmasyy Siablilty sitdles ongoing ,«Z ;-Q
RECOMUENDED STORAGE.  3oe ampowe In a sacl, dark plaoe D
P
D |
. . ) J,P’M\ 1 Fs ‘l{ﬂ'
T MEN (ATINL BATS ATTACHED, ) LN
Flgura 1; LGIMS Data (70 and Mass & pectru:h} \ :
Figore 2 LOIMS/ME Dote (Selactad MBM Transitions) ‘®§b J
SR TIGNAL IO RMATIYYG
. © Sae page % for further detalls,

FOR LASEATORY USE OMLY: NOT FOR HUMAN GR DRUG USE

emgnniTy

- ,.«/ -—'?pﬁ .
— %&ﬁ;km Date:
" 3 G.‘(‘Z“rizitim

Cortified By

T iy i el S

Welllngtur . sboreloriee fae., 348 Southgats Dr. Guelph ON MG 35 CANADA
AIRR20-2435 » Fax: 513-822-3848 « InfolDweli-lnbs.com

Fori2?, astied 200871110

HEPOLAO2LE (F of 4)
Sevislonrh2, Reviged 20426813 ravi
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IMTENDED USE; .
The produsts praparsd v Walinginn Usborstores Inn. ste i laborstory Use only, They ara deslgned be usad ab reforenis
standayds for the idr:antlﬁcﬂ‘rl(m andfor guantificetion of specific chehtical compound{s).

HAZARDS,
This product should only be used by gualified personnas! familiar with Ite potential nazerds snd trainad In the hardling of hazardous
charnioale, Dus cars shey's he exerchad to pravent unnesssaary humen coniact of ingestion. All prozadurss stiotld be vanded
ol In 2 well-funstionlng fuma hood and sulteble gloves, eye pritection and oiothing should be worn al all imes, Waste should ba
dlaposed of aucording ta stlonal and regional ragulziions, Meterlei Salely Data Sheals (MS8s) are avallahle upon reguest,

mmmmm 2HEL
Whare rosslble, alt ofom uﬂm! 1ol are ynthesizeca u m"u;; ain gla-produet, arismblguous routes, ’lhey are then charadterzed, and
air Mu sl o 1 it wical ralavant teshidgues, sioh an NMR, S0OME, LOMSHMSE,

sevay orystafiography 2o mefting oo 25 L. pud:laa, vt esadabelad aompaieds am alss confirmed using HRGCHRMS
andfor LO/ME/MS,
HOMOGEMEITY,
- rlor Gy sobitlon prasey aryatailing « Simogenally using 2 varlely of technloles {(as stated above) and it
R 0 L P ‘eIt st o o o s e grer preparnd fremthe same-oryptaline— - - -

Tot aml, nitar Ha wddifion of wmeret odd Interne? standesd, they e anmparsd
rasponse factors of tm;s amxlwa af mmmhi Ity gach *mluﬂon ars vaoul red by b 5% B0, New sofution fots of exlsiing products are
gomparer froeddst 2! o came mannet, which fuither u:mflrws s homoganely of the orystalling matatiel as well as the
bl aned homogenetts of e solulions i 1 atoiage oontlnee,

UNGERTANTY: : -
Tha maxlmum combined slative sfendard uncertelinty of oor reference standard eclutions ls caloulstad using the following
adquation:

y BCME andlor LGMBMB. The rolative

e combined relathe mandm'c! unaertalaty, ¢ {4, of a waiue v and the unsarneinty of ths Indepehdent palameters
of e ;f";ul i Ll n

T
. o
ER LTI JS R E R ,my X, ‘
T

wheare 3 s expresses a= o ealathee gig adsed Yoty of the indvidusl parametor.

he fdhaigual UncerBifidEs wen s acoount olude hiosy wesociaied wit weighis {um!lbrmiun of the balante) and voluines
scaliprahion of e Wil e s gassate . A0 expaldes b omianed prroenl reishive ncertalnly of £5% (caloulated with a
cnverage factor of 2 & ievel of sonfldance of B5%) Is atated on the Certificate of Analysls for all our produocts,

Al ¥ emrer ca stendera 5o i s to spetiic ervemling lots, Tre mictobalances uged for solution proparation are
_mgulsw tastad by en axsng, (SO UG socradiied saifaiion vompaiTe i addition, thelr callbraton te verfled price
i each welghing using ¥ mrdior NG Weceale exeral welghts. £ volutnetrs uiasswars used la of Clads A toleratios and
nas heen ested aogor mrg i the appropriate A TN prosedures, wiuoh are Uliimelery traceabls to MIST. For ceriain products,

iracastlly b porrans e el zboramry sfudles has aiso besn esteblished.

25

b e e’

‘Ui-.

Bl by By o 13 eonoantiation for the perlod of ime
g for shy decradetion or Nmr-gq by ooscsntration of the stad

mar‘lflu i s LN Sis i e ynopenatd amipoadle. kot
analvie{s) fs performend

| oliing nasis,

Casriroerishih end o cenforn to the stated

Lz raglelored to B0 DODTR0CE by SAl Global, IBONEC
Hedlon ne, (CALA & 120E). ared 180 GUIDE 34:2008 by ACLASSE

P

HEPGUAGEE (2 of 4
e
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%’. ablie phase: Siwbos S

SLrRY magaﬂw!

i Capitery v KV = 5,00
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{
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Danoivatlon Gas Flow ) = 750

: i for | oan ot s
Wil wonisitions o G5 min,
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Flagurg 2! HESO0L, ".i;,;,-”ﬁ,ﬁ&}:’faiﬁ Dats {Baisched MRM Translfions)
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Reagent
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WELLINGTON CERTIFI‘CATEA‘OF.ANAI-JYSIS

LA B ORAT O R I ES DOCUMENTATION
PRODUCT CODE; -~ HFPO-DA . © LOT NUMBER; HFPODAOTA7
GOMPQ’UND:":‘ o _: 2,3,,3,‘3-Tetraﬂgoro~ (1,1,22333-heptaflucr0propoxy) prOpanoic acid
STRUCTURE: *~ - o o CAS# - 13252-13-6

N/ H

PO PN o0

/\ /\ /\ o

MOLECULAR FORMULA: C,HF,0, MOLECULAR WEIGHT:  330.05
CONCENTRATION: 50 + 2.5 pg/ml SOLVENT(S): Methanol
CHEMICAL PURITY; . >08%

LAST TESTED: immicaimm 07/13/2017

EXPIRY DATE; immitoy) . 07/13/2020 .

RECOMMENDED STORAGE; Store ampoule in a cool, dark place

DOCUMENTATION/ DATA ATTACHED:

Figure 1. LC/MS Data (TIC and Mass Spectrum)
Figure 2: LC/MS/MS Data (Selected MRM Transitions)

ADDITIONAL INFORMATION:

. See page 2 for further detalils.
. Product is commercially known as GenX.

FOR LABORATORY USE ONLY: NOT FOR HUMAN OR DRUG USE

Certified By: _ % Date: _07/14/2017

p—_——
B.G, Chittim, Ganeral Manager (i)

Wellington Laboratories Inc., 345 Southgate Dr. Guelph ON N1G 3M5 CANADA
519-822-2436 « Fax: 519-822-2849% + info@well-labs.com

Formit:27, Issued 2004-11-10 HEPODADTAT (1 of 4)
Revisiont:4, Revised 2017-03-06 Page 62 of 186 revi)
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INTENDED USE: : R
"~ The products prepared by Wellington Laboratotles Inc. are for Iaboratory usse, only This cettified reference materlal {CRM) was
desngned to be used as a standard for the identification and/or quantifl cation of the spacific chemlcal compound it contalns.

HAZARDS:
This product should only be used by qualified personne! famlllar with It potentlal hazards and tralned in the handling of hazardous
chemicals, Due care should be exercised to prevent unnecessary human contact of ingestion. Al procedures should be carrled
out In & well-functionlng fume hood and suitable gloves, eye protection, and tlothing should be worn at all imes, Waste should
be disposed of according to national and reglonal regulations. Safety Data Shaets {8D8s) are avallable upon requesl
l

SYNTHESIS | GHABACIERIZATION ‘ :
Whare posslble, all of our products are synthesized uslng slngle product unamblguous rcutes They arg then characterlzed and
thelr structures and purltles confirmed, using a combination of the most relevant techniques, such as NMR, GG/MS, LO/MS/MS,
SFCANMEIMS, x-ray crystallography, and melting point Isotoplis purlties of- mass«labelled compounds ars-also confirmed. uslng
HRGCIHRMS andfor LC/MS/MS.

HOMOGENEi IY:

Prior to selution preparation crystalline material is tasted for homogeneity usmg a variety of terhniques {as stated above) and its
solubifity In a given diluent Is taken into consideration. Duplicate solutions of a new.product are prepared from the same crystalline
lot and, after the addition of an appropriate internal standard, they are comparad by GC/MS, L.C/MS/MS andfor SFCUVIMSIMS,
The relative response factors of the analyta of Interest In each solution are raquired t6 be <B8% RSD. New solution lots of axlsting
products are comparad to older lots In the same manner, which further confirms the homogeneity of the crystalline material as
well as the stabllity and homogensity of the solutions In the storage contalners. In order to maintain the intagrity of the assigned
value(s), and assoclated uncertalnty, the dilution or Injection of a subsample of this praduct should be performed using callbrated
measuring squipment,

UNCERTAINTY: :
The maximum combined relative standard uncettainty of our reference standard solutlons is calculated using the- following
equatioh:

The combined relative standard uncertainty, u (), of a value ¥ and the uncertalnty of the independent paramotors
2 on which it depends is: I )
(Y 0r, Xk, )) = Dy, ;)

el

where ¥ is expressed as a relative standard unceriainty of the individual parameter,

1" 2’

The individual uncer‘caintiesitaken into acoount Include those associated with weights {callbration of the balance) and volumes
(calibration of the volumetrlc glassware). An expanded maximurm comblned percent relative uncertainty of +5% (calculated with a
coverags factor of 2 and-a lgvel of confidence of 95%) is stated on the Certificate of Analysls for all of our products,

TRACEABILITY,
All reference standard solutions are traceable to specific crystalline iots. Tha mlcrobalances used for solution praparation are
reguiarly tested by an external ISO/IEC 17025 accredited calibration company. In addition, thelr calibration is verified prior to each |
weighing uslrig callbrated NIST and/or NRC traceable exterhal welghts. All volumetrié glasswara used Is callbrated, of Class A
tolerance, and has been testad according fo the apprapriate ASTM procedures, which are Uitimatsly traceabls to NIST, For certain
products, raceability to International Interlaboratory studles has also beén established,

EXPIRY DATE /[ PERIOD OF VALIDITY:

Ongelng stabliity studies of this product have demonstrated stability In its composition and concentration, until the specliied expiry
date, in the unopened ampoule. Monitaring for any degradation or change in concentration of the listed analyte(s) is performed
on a routine basis.

ED RRAN

At the time of shipment, all products are warranted to be free of defacts In material and workmanship and te conform to the stated
technical and purity specifications.

QUALITY MANAGEMENT:

This product was produced using & Quality Management System registered to the latest versions of 180 9001 by SAl Global,
ISOAEC 17025 by the Canadlan Assoclation for Laboratory Accreditation Inc. (CALA; A 1228), and IS0 GUIDE 34 by ANSI-ASQ
National Accreditation Board (ANAB; AR-1523).

ATCREDIT £

CALA

P
.&{n.ﬂnq%l@n Nn AR n.cmef‘z‘mTulm\
*For additional information or assistance concerning this of ahy other products froiy Wellington Laboratories Inc.,
please visit our wabsite at sli-dabs.com of contact us directly at info@well-labs com**
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Figure 1

'HFPO-DA; LC/MS Data (TIC and Mass Spectrum)

13july2017 HFPODA_D01 -

13-Jul-2017  15:19:08 s
HFPODAQ717 25 ugimi - Scan ES-
T " TIC
100+ 25767
3&.-
4 "V‘.,MAM‘JWMW WMWMW-WA/W\JMWWVW
0.0 0.50 1.00 1.50 2.00 2.50 300 3.50 4.00 4.50 5.00 5.50 6.00
13july2017_HFPODA_001 111 (1.867) 13-Jul-2017 15:19:086
HFPODAG717 25 ugim! ) : Scan ES-
" 1o
100~ : - 285 3.97¢5
52 329
e T T T T P T T P T b T T T T T P T T P TP P P P T e P s P T e T P e e e Y2
250 260 270 280 280 300 310 320 330 340 350 | 380 370
Conditlons for Figure 1;
LC: Waters Acquity Ultra Performance LC
Ms: Micromass Quattro micro APl M3
Chromatodraphic Conditions MS Parameters
Columnm: Acquity UPLC BEH Shisld RP |
1.7 ym, 2.1 x 100 mm Experiment: Full Scan (250 - B50 amu)
Mobile phase: Gradient 'Source: Elecfrospray (negative)
Start: 55% MeQH / 45% H,0 with 10 mM NH,0Ae buffer Capillary Voltage (kV) = 3.00
Ramp tc 80% organic over 7.5 min and hold for 1.5 min Caone Voltage (V) = 10.00
before returning to initial conditlons in 0.5 min. Cone Gas Flow (Vhr) = 100
: Desolvation Gas Flow {ifhr) = 700
Tims: 10 min
Flow: 300 pifmin *
Form#:27, Isst -11-1 " HFPODAOTIT (3 of 4}
Kot Rovioat 7017-0005 Page 64 of 186 © o
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Eigure 2: HFPO-DA,; chms,'ms Data (Selected MRM Trans:tuons)

13july2017_ HFPODA 002 : 13-Jul-2017 A6: 58 126
HFFODAO717 500 ng.’ml : ) i - .
©100- _ -+ HFPO-DA _[Canoal' — [CsFy,0T 329 > 285
_ . i . . 3.3%e3
&
O lill'llllillll;lrll[ll!lIilrfilllllllll[Illl‘(ll‘]llllIllI|Ill{I|III‘I|JIBIIV|.III!IlIJl\ll||l|li.]ll\l|l|Il||lll]
5.0 520 5.40 5.60 5.680 6.00 6.2¢ §.40 - 6.60 6.80 7.00 7.20
PFHXA G0, — [CFy I 313 > 260
o 1 - N ' 106
A]M‘; T MM]’ Il 1
.20 - 6.40 6.60 6.80 7.00 7.20
[CGHF) 051 = [CgHF (O 311 > 267
100—: ﬁ : -7
D SANL k i A o~ : iy _1 .
5.00 5.20 5.40 5.60 5.80 6.00 6.20 6.40 6.60 6.80 7.00 7.20
' . 201> 247
: 85.6
- "‘f"f'l T rﬁ‘&TM’
6.60 6.80 7.00 7.20
100~ [CFgQyl" s [C4F,0] 279 » 235
: ‘ 262
&
5.00 . 40 . . 6.00 6.20 6.40 7 "7.20
100 PFOS [CgF 1780, — [FSO, 499 > 99
] 92.6
E
SR
5.00
100+
=
(RGOS . .
5.00 5.20 5.40 5.60 580 6 00 620 6540 B. 60 880 700 720
Hons for Fi ure 2;
Injection: Diract loop injection MS Eargm‘ etars
- 10 pl {500 ngfml HFPO-DA). o
: ' Collision Gas {mbar) = 3.20-3
Mablle phase: Isocratic 80% MeOH / 20% H,0 with 10 mM NH,OAC bufer Collision Enargy (sV) =5
Flow: 300 plmin
Formith 27, Issusd 2004-11-10 HEPODAGTIT (4 of 4)
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8321A HFPO Du

HFPO-DA
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Lab Name: TestAmerica Denver

FORM II

LCMS SURROGATE RECOVERY

Job No.: 280-106852-1

SDG No.:

Matrix: Water

Level: Low

GC Column (1): Synergi Hyd ID:

Client Sample ID Lab Sample ID HEPODA #
FAY-D-FB022618 280-106852-1 c8
FAY~D~-637 9TABOR~WL 230-106852-2 70
-1-022618
FAY-D-637 9TABOR-W1 280-106852-3 9
-2-022618

MB G5

280-407006/1-A

LCS 56

280-407006/2-A

LCSD co
0-407006/3-A

LLCS 68

280~-407006/4~-A

DLCK 104

280-404345/13

HFPCDA = 13C3 HFPO-DA

# Column to be used to flag recovery values

FORM II 8321A

QC LIMITS
50-200

Page 67 of 186
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FORM IIT

LCMS LAB CONTROL SAMPLE RECOVERY

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Matrix: Water Level: Low Lab File ID: hfpo718C07042.d
Lab ID: LCS 280-407006/2-A Client ID:
SPIKE LCS LCS QcC
ADDED CONCENTRATION % LIMITS #
COMPOUND (ug/L) (ug/L) REC REC
HEFPO-DA 0.200 0.245 122 70-130

# Column to be used to flag recovery and RPD values

FORM IIT

8321A
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FORM IIT
LCMS LAB CONTROL SAMPLE DUPLICATE RECOVERY

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Matrix: Water Level: Low Lab File ID: hfpo718C07043.d
Lab ID: LCSD 280-407006/3-A Client ID:
SPIKE LCSD LCSD QC LIMITS
ADDED CONCENTRATION % % #
COMPOUND (ug/L) (ug/L) REC | RPD RPD REC
HEFPO-DA 0.200 0.248 124 1 20 70-130

# Column to be used to flag recovery and RPD values
FORM III 8321A
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FORM IIT

LCMS LOW LEVEL CONTROL SAMPLE RECOVERY

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Matrix: Water Level: Low Lab File ID: hfpo718C07044.d
Lab ID: LLCS 280-407006/4-A Client ID:
SPIKE LLCS LLCS QcC
ADDED CONCENTRATION % LIMITS #
COMPOUND (ug/L) (ug/L) REC REC
HEFPO-DA 0.0200 0.0271 135 70-130 *

# Column to be used to flag recovery and RPD values

FORM III 8321A
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FORM IIT

LCMS DETECTION LIMIT CHECK STANDARD RECOVERY

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Matrix: Water Level: Low Lab File ID: hfpo718B08044.d
Lab ID: DLCK 280-404345/13 Client ID:
SPIKE DLCK DLCK QcC
ADDED CONCENTRATION % LIMITS #
COMPOUND (ug/L) (ug/L) REC REC
HEFPO-DA 0.250 <0.50 90| 70-130

# Column to be used to flag recovery and RPD values
FORM III 8321A
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FORM IV
LCMS METHOD BLANK SUMMARY

Lab Name: TestAmerica Denver Job No.: 280-106852-1

SDG No.:

Lab File ID: hfpo718C07041.d Lab Sample ID: MB 280-407006/1-A
Matrix: Water Date Extracted: 03/06/2018 17:00
Instrument ID: LC LCMS7 Date Analyzed: 03/07/2018 12:33

Level: (Low/Med) Low

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

CLIENT SAMPLE ID LAB SAMPLE ID FIE?BID DATE ANALYZED
LCS 280-407006/2-A hfpo718C070 03/07/2018 12:36
LCSD 280-407006/3-A é§§i7lsco7o 03/07/2018 12:40
LLCS 280-407006/4-A i?éi7l8c070 03/07/2018 12:43
FAY-D-FB022618 280-106852-1 iiéi718c070 03/07/2018 13:12
FAY-D-6379TABOR-W1-1-022¢€¢18 280-106852-2 i?§i7lsco7o 03/07/2018 13:16
FAY-D-6379TABOR-W1-2~-022618 280-106852-3 iiéi7l8c070 03/07/2018 13:19
55.d

FORM IV 8321A
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LCMS ORGANICS

Lab Name: TestAmerica Denver

FORM T
ANALYSIS DATA SHEET

Job No.: 280-106852-1

SDG No.:

Client Sample ID: FAY-D-FB(022618

Lab Sample ID:

280-106852-1

Matrix: Water Lab File ID: hfpo718C07053.d
Analysis Method: 8321A Date Collected: 02/26/2018 07:21
Extraction Method: 3535 Date Extracted: 03/06/2018 17:00
Sample wt/vol: 277.4 (mL) Date Analyzed: 03/07/2018 13:12
Con. Extract Vol.: 5(mL) Dilution Factor: 1
Injection Volume: 20 (ul) GC Column: Synergi Hydro ID:
% Moisture: GPC Cleanup: (Y/N) N
Analysis Batch No.: 407118 Units: ug/L
CAS NO. COMPOUND NAME RESULT Q RL
13252-13-6 ‘HFPO—DA <0.010 ‘* 0.010
CAS NO. SURRCGATE FREC Q LIMITS
STL02255 13C3 HFPO-DA 68§ ‘ 50-200

FORM I 8321A
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Report Date: 07-Mar-2018 14:50:19

Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File:

Lims ID: 280-106852-B-1-A
Client ID: FAY-D-FB022618
Sample Type: Client

Inject. Date: 07-Mar-2018 13:12:49
Injection Vol 20.0 ul

Sample Info: 280-106852-B-1-A
Misc. Info.: HFPO18C07

Operator ID: JBH

Method:

Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:05
Integrator: Picker

Quant Method: Internal/External Standard
Last ICal File:

Column 1:

Process Host: XAWRKO11

ALS Bottle#:

Dil. Factor:

Instrument {D:

Calib Date:

Quant By:
WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d

5
1.0000

WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07053.d

Worklist Smp#: 53

LC_LCMS7

W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m

08-Feb-2018 13:31:32

Initial Calibration

Det: F1:MRM

First Level Reviewer: meyera Date: 07-Mar-2018 14:49:33
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 0.975 1.045 -0.070 1.000 507331 6.80 1898
* 213C3 HFPO-DA (IS)
331.8>286.8 0.975 1.045 -0.070 507331 10.0 1898
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Report Date: 07-Mar-2018 14:50:19 Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07053.d
Injection Date: 07-Mar-2018 13:12:49 Instrument 1D: LC_LCMS7
Lims ID: 280-106852-B-1-A Lab Sample ID: 280-106852-1
Client ID: FAY-D-FB022618
Operator ID: JBH ALS Bottle#: 5 Worklist Smp#: 53
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid (ND)
F1 ‘m/z 331.8 > 286.8:I\L/100ving3PtAverage_x2 F‘]E_m/z 331.8 > 286.8:I\L/100ving3PtAverage_x2 F1:m/z 328.8 > 284.8:Moving3PtAverage_x2
= = 141
[} [}
810— 810— S
= = =
< ® < ® X101
4 4 &
2 2 4
9] 9] Z T T T T T T T T T 1
0.2 05 0.8 1.1 1.4 1.7 0.2 05 0.8 1.1 1.4 1.7 0.0 0.6 12 1.8
Min Min Min
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Report Date: 07-Mar-2018 14:50:19 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07053.d
Lims ID: 280-106852-B-1-A
Client ID: FAY-D-FB022618
Sample Type: Client
Inject. Date: 07-Mar-2018 13:12:49 ALS Bottle#: 5 Worklist Smp#: 53
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: 280-106852-B-1-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:05 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 14:49:33
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 6.80 67.95
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FORM T
LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Client Sample ID: FAY-D-6379TABOR-W1-1-0226 Lab Sample ID: 280-106852-2
18
Matrix: Water Lab File ID: hfpo718C07054.d
Analysis Method: 8321A Date Collected: 02/26/2018 13:56
Extraction Method: 3535 Date Extracted: 03/06/2018 17:00
Sample wt/vol: 261.6(mL) Date Analyzed: 03/07/2018 13:16
Con. Extract Vol.: 5(mL) Dilution Factor: 1
Injection Volume: 20 (ul) GC Column: Synergi Hydro ID:
% Moisture: GPC Cleanup: (Y/N) N
Analysis Batch No.: 407118 Units: ug/L
CAS NO. COMPOUND NAME RESULT Q RL
13252-13-6 HFPO-DA § <0.010 ‘* § 0.010
CAS NO. SURROGATE SREC Q LIMITS
STL02255 13C3 HFPO-DA § 70§ 50-200

FORM I 8321A
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Report Date: 07-Mar-2018 14:50:20 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07054.d
Lims ID: 280-106852-D-2-A
Client ID: FAY-D-6379TABOR-W1-1-022618
Sample Type: Client
Inject. Date: 07-Mar-2018 13:16:03 ALS Bottle#: 6 Worklist Smp#: 54
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: 280-106852-D-2-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:05 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 14:49:35
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 0975 1.045 -0.070 1.000 525326 7.04 4347
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0975 1.045 -0.070 525326 10.0 4347
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0988 1.056 -0.068 1.000 5834 0.0704 3.6
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Report Date: 07-Mar-2018 14:50:20 Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07054.d
Injection Date: 07-Mar-2018 13:16:03 Instrument 1D: LC_LCMS7
Lims ID: 280-106852-D-2-A Lab Sample ID: 280-106852-2
Client ID: FAY-D-6379TABOR-W1-1-022618
Operator ID: JBH ALS Bottle#: 6 Worklist Smp#: 54
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1:miz 331.8 > 286.8:Moving3PtAverage_x2 F1:miz 331.8 > 286.8:Moving3PtAverage_x2 F]S'_m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 07-Mar-2018 14:50:20 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07054.d
Lims ID: 280-106852-D-2-A
Client ID: FAY-D-6379TABOR-W1-1-022618
Sample Type: Client
Inject. Date: 07-Mar-2018 13:16:03 ALS Bottle#: 6 Worklist Smp#: 54
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: 280-106852-D-2-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:05 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 14:49:35
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 7.04 70.36
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FORM T
LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Client Sample ID: FAY-D-6379TABOR-W1-2-0226 Lab Sample ID: 280-106852-3
18
Matrix: Water Lab File ID: hfpo718C07055.d
Analysis Method: 8321A Date Collected: 02/26/2018 13:57
Extraction Method: 3535 Date Extracted: 03/06/2018 17:00
Sample wt/vol: 258.2 (mL) Date Analyzed: 03/07/2018 13:19
Con. Extract Vol.: 5(mL) Dilution Factor: 1
Injection Volume: 20 (ul) GC Column: Synergi Hydro ID:
% Moisture: GPC Cleanup: (Y/N) N
Analysis Batch No.: 407118 Units: ug/L
CAS NO. COMPOUND NAME RESULT Q RL
13252-13-6 HFPO-DA § <0.010 ‘* § 0.010
CAS NO. SURROGATE SREC Q LIMITS
STL02255 13C3 HFPO-DA § 69§ 50-200

FORM I 8321A
Page 81 of 186

ED_002011_00000060-00081



Report Date: 07-Mar-2018 14:50:20

Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07055.d
Lims ID: 280-106852-D-3-A
Client ID: FAY-D-6379TABOR-W1-2-022618
Sample Type: Client
Inject. Date: 07-Mar-2018 13:19:18 ALS Bottle#: 7 Worklist Smp#:
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: 280-106852-D-3-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:05 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 14:49:38
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags

$ 313C3 HFPO-DA

331.8>286.8

0.975 1.045 -0.070 1.000 514483 6.89 2694

* 213C3 HFPO-DA (IS)

331.8>286.8

0975 1.045 -0.070 514483 10.0 2694
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Report Date: 07-Mar-2018 14:50:20 Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07055.d
Injection Date: 07-Mar-2018 13:19:18 Instrument 1D: LC_LCMS7
Lims ID: 280-106852-D-3-A Lab Sample ID: 280-106852-3
Client ID: FAY-D-6379TABOR-W1-2-022618
Operator ID: JBH ALS Bottle#: 7 Worklist Smp#: 55
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid (ND)
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 E]‘ll:p/z 328.8 > 284.8:Moving3PtAverage_x2
Ly Ly
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Report Date: 07-Mar-2018 14:50:20 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07055.d
Lims ID: 280-106852-D-3-A
Client ID: FAY-D-6379TABOR-W1-2-022618
Sample Type: Client
Inject. Date: 07-Mar-2018 13:19:18 ALS Bottle#: 7 Worklist Smp#: 55
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: 280-106852-D-3-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:05 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 14:49:38
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 6.89 68.91
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Lab Name: TestAmerica Denver

FORM VI
LCMS BY EXTERNAL STANDARD - INITIAL CALIBRATION DATA
RETENTION TIME SUMMARY

Job No.: 280-106852-1

SDG No.:

Analy Batch No.: 390728

Instrument ID: LC LCMS7

GC Column: Synergi Hyd ID:

Calibration Start Date: 10/10/2017

09:35 Calibration End Date: 10/10/2017 09:58

Calibration Files:

LEVEL: LAR SAMPLE ID:

Level 1 STDOOL

Level 2 STDOG2

Level 3

Level 4 )

Level 5 STDOOL 280-390728/7

Level 6 STDOCE 280-390728/8

Level 7 ST )7 2680-3 /9

Level 8 STD 280-390728/10

LAEB FILE ID:
hfpo717J10026.d
hfpo717J10027.d
hfpo717J10028.d
hfpo717J10029.d
hfpo717J10030.d
hfpo717J10031.d
hfpo717J10032.
hfpo717J10033.d

Heated Purge: (Y/N) N

Calibration ID: 30558

ANALYTE LVL 1 LVL 2 LVL 3 LVL 4 LVL & LVL & LVL 7 LVL 8 RT WINDCW AVG RT
Perfluoro{2-propexypropancic) acid 0.893 0.880C 0.88¢C 0.880 0.893 0.880 0.880 0.893 0.385 - 1.385 0.885
13C3 HEPO-DA 0.880 0.880 0.880 0.880 0.880 0.880 0.880 0.880 0.380 - 1.380 0.880

FORM VI 8321A
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FORM VI

LCMS BY EXTERNAL STANDARD

INITIAL CALIBRATION DATA
CURVE EVALUATION

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 390728
SDG No.:

Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 10/10/2017 09:35 Calibration End Date: 10/10/2017 09:58 Calibration ID: 30558
Calibration Files:

LEVEL: LAB SAMPLE 1D: LAB FILE 1D:

Level 1 STDOOL 280-390728/3 hfpo717J10026.d

Level 2 280-3907 hfpo717J10027.d

Level 3 280~ ¢ hfpo717J10028.d

Level 4 280-390728/6 hfpo717J10029.4d

Level 5 STDOOS 280-390728/7 hfpo717J10030.d

Level 6 STDOOE 280-39 8/6 hfpo717J10031.d

Level 7 [T 280-39¢ hfpo717J10032 .«

Level 8 STDOO8 280-3 hfpo717J1003

ANALYTE cr COEFFICIENT MIN CF | $RSD | # | MAX R™2 # | MIN R™2
3RSD | OR COD OR COD
LVL 1 LVL 2 LVL 3 LVL 4 M1 M2
LVL 5 LVL 6 LVL 7 LVL 8
13C3 HEFO-DA 73075 745 75043 71803 [Ave 73144.6750 2.2 30.0
74460 731 72919 70142

Note: The Ml coefficient i1s the same as Ave CF for an Ave curve type.

FORM VI 8321A
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FORM VI
LCMS BY INTERNAL STANDARD - INITIAL CALIBRATION DATA
CURVE EVALUATION

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 390728
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 10/10/2017 09:35 Calibration End Date: 10/10/2017 09:58 Calibration ID: 30558
ANALYTE RRE COEFFICIENT # | MIN RRF | $RSD | # | MAX R™2 # | MIN R™2
E RSD | OR COD OR COD
LVL 1 LVL 2 LVL 3 LVL 4 LVL 5 B M1 M2
LVL 6 LVL 7 LVL 8
Perflucro(Z-propoxypropanoic) acic 1.6980 | 1.7128) 1.189¢f 1.1637}¢ 1.0154|Linl 0.218511.0121% 0.9980 0.8900
1.0102| 0.9824| 1.0419

Note: The Ml coefficient 1s the same as Ave RRF for an Ave curve type.
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LCMS BY EXTERNAL STANDARD -
RESPONSE AND CONCENTRATION

FORM VI

INITIAL CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 390728
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 10/10/2017 09:35 Calibration End Date: 10/10/2017 09:58 Calibration ID: 30558
Calibration Files:

LEVEL: LAB SAMPLE ID: ILAB FILE ID:

Level 1 STDOCL 280-390728/3 hfpo717J10026.4d

Level 2 280-3907 hfpo717J10027.d

TLevel 3 280~ hfpo717J10028.d

Level 4 280-390728/6 hfpo717J10029.d

Level 5 STDOGS 280-390728/7 hfpo717J10030.4d

Level 6 STDOOG 280-390728/8 hfpo717J10031.d

Level 7 ' 280~39¢( hfpo717J10032 .

Level 8§ STDOO8 280-3 hfpo717J1003

BNALYTE CURVE RESPONSE CONCENTRATION (UG/L)
TYPE
LVL 1 VL 2 LVL 3 VL 4 LVL 5 VL 2 LVL 3 VL 4 VL 5
LVL 6 VL 8 LVL 7 LVL §
13C3 HFPO-DA ~ve 730749 150427 718028 744600 10.0 10.0 10.0 10.0 10.0
731935 01420 10. 10.0 10.0

Curve Type Legend:

[Ave = Average

FORM VI 8321A
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FORM VI
LCMS BY INTERNAL STANDARD - INITIAL CALIBRATION DATA
RESPONSE AND CONCENTRATION

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 390728
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 10/10/2017 09:35 Calibration End Date: 10/10/2017 09:58 Calibration ID: 30558
Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:

Level 1 STDOCL 280-390728/3 hfpo717J10026.d

Level 2 ' 280-390728/4 hfpo717310027.d

Level 3 280~ hfpo717J100286.4d

Level 4 280-390728/6 hfpo717J10029.d

Level 5 STDOCS 280-390728/7 hfpo717J10030.d

Level © STDOOG 280-39 3/8 hfpo717J310031.d

Level 7 [T 280-39¢ hfpo717J10032 .«

Level 8 STDOO8 280-3 hfpo717J1003

ANALYTE CURVE RESPONSE CONCENTRATION (UG/L)
TYPE
LVL 1 LVL 2 LVL 3 LVL 4 LVL 5 LVL 2 LVL 3 LVL 4 LVL 5
LVL 6 LVL 7 LVL 8 LV, 7 LVL 8
Perfluoro{2-propoxypropanoic) acid 13CF |Linl 31020 63823 39272 167109 378047 0.250 0.500 1.00 2.00 5.00
ODA 739399 1790812 3654104 10. 25.0 50.0

Curve Type Legend:
[Linl = Linear 1/conc ISTD
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Report Date: 10-Oct-2017 12:51:45

Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10026.d
Lims ID: std001

Client ID:

Sample Type: iC Calib Level: 1

Inject. Date: 10-Oct-2017 09:35:28 ALS Bottle#: 2 Worklist Smp#: 3
Injection Vol 20.0 ul Dil. Factor: 1.0000

Sample Info: L1

Misc. Info.: HFPO17J10

Operator ID: JBH Instrument 1D: LC _LCMS7

Sublist; chrom-HFPO*sub1

Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m

Limit Group: LC -8321A HFPO Du

Last Update: 10-0Oct-2017 12:51:45 Calib Date: 10-0Oct-2017 09:58:07
Integrator: Picker

Quant Method: Internal/External Standard Quant By: Initial Calibration

Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM

Process Host: XAWRKO005

First Level Reviewer: meyera Date: 10-0Oct-2017 11:50:42
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags

$ 313C3 HFPO-DA

331.8>286.8 0.880 0.880 0.0 1.000 730749 10.0 397
* 2 13C3 HFPO-DA (IS)

331.8>286.8 0.880 0.880 0.0 730749 10.0 397

1 Perfluorc(2-propoxypropanoic) acid M

328.8>2848 0.893 0.885 0.008 1.000 31020 02036 141 M
QC Flag Legend

Review Flags

M - Manually Integrated

Reagents:

HFPO_CAL-1_00031 Amount Added: 1.00 Units: mL
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Report Date: 10-Oct-2017 12:51:45 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10026.d
Injection Date: 10-Oct-2017 09:35:28 Instrument 1D: LC_LCMS7
Lims ID: std001
Client ID:
Operator ID: JBH ALS Bottle#: 2 Worklist Smp#: 3
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid (M)
F1 ‘m/z 331.8 > 286.8gﬂoving3PtAverage_x2 F113:_m/z 331.8 > 286.8gﬂoving3PtAverage_x2 F1m/z 328.8 > 284.8:Moving3PtAverage_x2
8 8 727 2
8157 =) 8157 =) 4
g | g : 8] i
X127 B X127 B <521 2
- 2 > 9 8 >42] 3
= i 321 i
H 227

3 3 12

U L L L L ‘I LI LI I L L] U L L L L ‘I‘_‘I_‘ I'—T"'"I"""I—--T--;--—I- ] p4 ]

01 04 07 10 13 18 01 04 07 10 13 18 0.2

Min Min
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Report Date: 10-Oct-2017 12:51:45

TestAmerica Denver

Chrom Revision: 2.2 16-Aug-2017 16:24:46
Manual Integration/User Assign Peak Report

Data File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10026.d
Injection Date: 10-Oct-2017 09:35:28 Instrument 1D: LC_LCMS7
Lims ID: std001
Client ID:
Operator ID: JBH ALS Bottle#: 2 Worklist Smp#: 3
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC -8321A _HFPO Du
Column; Detector F1:MRM
1 Perfluoro(2-propoxypropanoic) acid, CAS: 13252-13-6
Signal: 1
Processing Integration Results
RT: 0.89 F1:m/z 328.8 > 284.8:Moving3PtAverage_x2
Area: 24407 s
Amount: 0.162386 727
Amount Units:  ug/l 67
62
571
5521
2471
427
37
32
271
27
171
3.5 O‘.6 ol.7 ol.s ol.9 1I.o 1‘1 1I.2 11.3 1I.4
Min
Manual Integration Results
RT: 0.89 F1:m/z 328.8 > 284 8:Moving3PtAverage_x2
Area: 31020 7 -
Amount: 0.203553 72] 2
Amount Units:  ug/ 677 )
621
571
,852-
;47‘
T4
37
32
271
22
171
127
V4 H ] ] ] 1 H 1 i ]
05 06 0.7 08 0'9r\mn 1.0 1.1 1.2 1.3 14

Reviewer: meyera, 10-Oct-2017 11:50:40

Audit Action: Manually Integrated

Audit Reason: Baseline
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Report Date: 10-Oct-2017 12:51:46 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10027.d
Lims ID: std002
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 10-Oct-2017 09:38:42 ALS Bottle#: 3 Worklist Smp#: 4
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L2
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-Oct-2017 12:51:46 Calib Date: 10-Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:50:49
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 745227 10.0 452
$ 3 13C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 745227 10.2 452
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0880 0.885 -0.005 1.000 63823 0.6303 36.5
Reagents:
HFPO _CAL-2 00032 Amount Added: 1.00 Units: mL

Page 93 of 186

ED_002011_00000060-00093



Report Date: 10-Oct-2017 12:51:46

Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10027.d
Injection Date: 10-Oct-2017 09:38:42 Instrument 1D: LC_LCMS7
Lims ID: std002
Client ID:
Operator ID: JBH ALS Bottle#: 3 Worklist Smp#: 4
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage_x2 F1:m/z 331.8 > 286.8:Moving3PtAverage_x2 F‘]%:_m/z 328.8 > 284.8:Moving3PtAverage x2
< < [ae]
[o5]

5157 5157 2 147
S S ! 8.
Sz, S12 i S1%
X X ; X107
> 9 > 9 H > g

8 8] E\ 8]

| n
3 3
fm 2
U U LI L L I L L I I D I LI L L U ]
00 03 06 09 12 15 00 03 06 09 12 15 0.
Min Min
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Report Date: 10-Oct-2017 12:51:47 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10028.d
Lims ID: std003
Client ID:
Sample Type: iC Calib Level: 3
Inject. Date: 10-Oct-2017 09:41:56 ALS Bottle#: 4 Worklist Smp#: 5
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L3
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument 1D: LC _LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-0Oct-2017 12:51:47 Calib Date: 10-0Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\DenvenChromData\LC_LCMS7\20171010-63483.b\hfpo717J410033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:50:52
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 750427 10.3 417
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 750427 10.0 417
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0880 0.885 -0.005 1.000 89272 0.9595 50.3
Reagents:
HFPO_CAL-3 00031 Amount Added: 1.00 Units: mL
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Report Date: 10-Oct-2017 12:51:47 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10028.d
Injection Date: 10-Oct-2017 09:41:56 Instrument 1D: LC_LCMS7
Lims ID: std003
Client ID:
Operator ID: JBH ALS Bottle#: 4 Worklist Smp#: 5
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1m/z 331.8 > 286.8:Moving3PtAverage x2 Flg:_m/z 331.8 > 286.8:Moving3PtAverage x2 Flmiz 328.8 > 284 8:Moving3PtAverage_x2
1 2 1 ) 21 <
3157 815 5187
S S S15-
512— 512— :
g1
61 61 o
3 3 3
U IIIIIII3III.I§IIIIII U IIIIIII3IIII§IIIIII U | ¥ | ¥ I: ¥ ] I ] ] ] ]
00 03 06 08 12 15 00 03 06 08 12 15 03 06 0.9 1.2 15
Min Min Min
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Report Date: 10-Oct-2017 12:51:48 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10029.d
Lims ID: std004
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 10-Oct-2017 09:45:11 ALS Bottle#: 5 Worklist Smp#: 6
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L4
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-Oct-2017 12:51:47 Calib Date: 10-Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:50:55
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 718028 10.0 438
$ 313C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 718028 9.82 438
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0880 0.885 -0.005 1.000 167109 2.08 143
Reagents:
HFPO _CAL-4 00031 Amount Added: 1.00 Units: mL
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Report Date: 10-Oct-2017 12:51:48 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10029.d
Injection Date: 10-Oct-2017 09:45:11 Instrument 1D: LC_LCMS7
Lims ID: std004
Client ID:
Operator ID: JBH ALS Bottle#: 5 Worklist Smp#: 6
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
< < fand
[o5] [o5] o0
§1 51 gﬁ 5157 35 2 :
e ! e 3307 o
2121 i S121 S
X £ X X251
> G 3 > G >0
107
3 3] } 51
UIIIIIIIilll-.‘I\illllll UIIIIIIIillII.‘I\illllll UIIIIII\IIII%IIIIII
00 03 06 08 12 15 00 03 06 08 12 15 01 04 07 10 13 18
Min Min Min
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Report Date: 10-Oct-2017 12:51:49 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10030.d
Lims ID: std005
Client ID:
Sample Type: iC Calib Level: 5
Inject. Date: 10-Oct-2017 09:48:25 ALS Bottle#: 6 Worklist Smp#: 7
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L5
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-Oct-2017 12:51:48 Calib Date: 10-Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:50:57
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 744600 10.2 433
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 744600 10.0 433
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0893 0.885 0.008 1.000 378047 4.80 223
Reagents:
HFPO_CAL-5 00070 Amount Added: 1.00 Units: mL

Page 99 of 186

ED_002011_00000060-00099



Report Date: 10-Oct-2017 12:51:49 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10030.d
Injection Date: 10-Oct-2017 09:48:25 Instrument 1D: LC_LCMS7
Lims ID: std005
Client ID:
Operator ID: JBH ALS Bottle#: 6 Worklist Smp#: 7
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1 ‘m/z 331.8 > 286.8:Moving3PtAverage x2 F113:_m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
< < o
N 2 84
9151 o 9151 s
g ; g 5]
121 f\ 121 K60
> o {E\ > o 487
K 36
61 61
24
9] 9] 12
U L L L L L] Iil/ ¥ I.“:-I I LI L L U LI L L I L L I I D I LI L L U i ] ] H ¥ i :I I.k\I; i ] ] ] ]
00 03 06 09 12 15 00 03 06 09 12 15 0.1 04 07 1.0 1.3 1.6
Min Min Min

Page 100 of 186

ED_002011_00000060-00100



Report Date: 10-Oct-2017 12:51:49 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10031.d
Lims ID: std006
Client ID:
Sample Type: iC Calib Level: 6
Inject. Date: 10-Oct-2017 09:51:39 ALS Bottle#: 7 Worklist Smp#: 8
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L6
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-Oct-2017 12:51:49 Calib Date: 10-Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:51:00
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 731935 10.0 379
$ 3 13C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 731935 10.0 379
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0880 0.885 -0.005 1.000 739399 9.77 298
Reagents:
HFPO _CAL-6 00070 Amount Added: 1.00 Units: mL
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Report Date: 10-Oct-2017 12:51:49

Data File:
Injection Date:
Lims ID:
Client ID:
Operator ID:
Injection Vol
Method:

* 2 13C3 HFPO-DA (IS)

Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver
WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10031.d
10-Oct-2017 09:51:39

Instrument ID: LC LCMS7
std006
JBH ALS Bottle#: 7 Worklist Smp#: 8
20.0 ul Dil. Factor: 1.0000
HFPO Limit Group: LC -8321A HFPO Du

$ 313C3 HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid

F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F113:_m/z 328.8 > 284.8:Moving3PtAverage x2
o o o
[ e] [ e]
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S ! Q [ S
2127 4 2127 4 210
X g X 8 X
> o m > o H > g
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61 f) 6 )‘] &1
3
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Report Date: 10-Oct-2017 12:51:50 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10032.d
Lims ID: std007
Client ID:
Sample Type: IC Calib Level: 7
Inject. Date: 10-Oct-2017 09:54:53 ALS Bottle#: 8 Worklist Smp#: 9
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L7
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-Oct-2017 12:51:50 Calib Date: 10-Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:51:04
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 729188 9.97 404
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 729188 10.0 404
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0880 0.885 -0.005 1.000 1790812 240 386
Reagents:
HFPO_CAL-7 00031 Amount Added: 1.00 Units: mL

Page 103 of 186

ED_002011_00000060-00103



Report Date: 10-Oct-2017 12:51:50 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10032.d
Injection Date: 10-Oct-2017 09:54:53 Instrument 1D: LC_LCMS7
Lims ID: std007
Client ID:
Operator ID: JBH ALS Bottle#: 8 Worklist Smp#: 9
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 Fi&:_m/z 328.8 > 284.8:Moving3PtAverage x2
< < <
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Report Date: 10-Oct-2017 12:51:51 Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10033.d
Lims ID: std008
Client ID:
Sample Type: iC Calib Level: 8
Inject. Date: 10-Oct-2017 09:58:07 ALS Bottle#: 9 Worklist Smp#: 10
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L8
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument 1D: LC _LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-0Oct-2017 12:51:51 Calib Date: 10-0Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:51:08
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 701420 10.0 373
$ 3 13C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 701420 9.59 373
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0893 0.885 0.008 1.000 3654104 513 421
Reagents:
HFPO_CAL-8 00031 Amount Added: 1.00 Units: mL
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Report Date: 10-Oct-2017 12:51:51 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10033.d
Injection Date: 10-Oct-2017 09:58:07 Instrument 1D: LC_LCMS7
Lims ID: std008
Client ID:
Operator ID: JBH ALS Bottle#: 9 Worklist Smp#: 10
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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FORM VI
LCMS BY EXTERNAL STANDARD - INITIAL CALIBRATION DATA
RETENTION TIME SUMMARY

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 404345
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N

Calibration Start Date: 02/08/2018 13:05 Calibration End Date: 02/08/2018 13:31 Calibration ID: 31612

Calibration Files:

LEVEL: LAB SAMPLE ID: LAEB FILE ID:
Level 1 STDOCL 280-404345/3 hfpo718B08034.d
Level 2 STDOC2 280-404345/4 hfpo718B08035.d
Level 3 280-404345/5 hfpo718B08036.4d
Level 4 280-404345/6 hfpo718B08037.d
Level b 280-404345/7 hfpo718B08038.d
Level 6 6 280-404345/8 hfpo718B08039.d
Level 7 280-404345/9 hfpo718B08040.4d
Level 8 280-404345/10 hfpo718B08041.d
Level 9 280-404345/11 hfpo718B08042.d
ANALYTE LVL 1 LVL LVL 4 LVL 5 9 RT WINDOW AVG RT
HEPO-DA 1.056 1.05¢6 1.056 1.056 .056 .556 - 1.556 1.056
13C3 HEPO-DA 1.042 1.042 1.042 1.042 . 056 .54b ~ 1.545 1.045

FORM VI 8321A
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FORM VI
LCMS BY EXTERNAL STANDARD - INITIAL CALIBRATION DATA
CURVE EVALUATION

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 404345
SDG No.:

Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 02/08/2018 13:05 Calibration End Date: 02/08/2018 13:31 Calibration ID: 31612

Calibration Files:

LEVEL: LAB SAMPLE ID: LAEB FILE ID:
Level 1 STDOCL 280-404345/3 hfpo718B08034.d
Level 2 ' 280-404345/4 hfpo718B08035.d
Level 3 280-404345/5 hfpo718B08036.4d
Level 4 280-404345/6 hfpo718B08037.d
Level b STDOCH 280-404345/7 hfpo718B08038.d
Level 6 STDOCE 280-404345/8 hfpo718B08039.d
Level 7 L 280-404345/9 hfpo718B08040.4d
Level 8 STDOC8 280-404345/10 hfpo718B08041.d
Level 9 STDOCY 2680-404345/11 hfpo718B08042.d
ANALYTE CFEF COEFFICIENT # | MIN CF | 3RSD | # MAX R™~2 # | MIN R"2
Y %RSD | OR COD OR COD
LVL 1 LVL 2 LVL 3 LVL 4 B M1 M2
LVL 5 LVL & LVL 7 LVL 8
LVL 9
13C3 HEPO-DA 75771 75964 72010 77000 |Ave 74659.8778 2.6 30.0
75244 75940 75039 73687
71284

Note: The Ml coefficient i1s the same as Ave CF for an Ave curve type.
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LCMS BY INTERNAL STANDARD -

FORM VI

CURVE EVALUATION

INITIAL CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 404345
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 02/08/2018 13:05 Calibration End Date: 02/08/2018 13:31 Calibration ID: 31612
ANALYTE RRF COEFFICIENT MIN RRF | $RSD | # | MAX R*2 | # | MIN R*2
$RSD | OR COD OR COD
VL 1 | LVL 2 | LVL 3 | LVL 4 | LVL 5 B M1 M2
VL 6 | LVL 7 | LVL 8 | LVL 9
HEPO-DA 1.1630] 1.1250] 1.0756] 1.0527] 1.1211[Linl | $.0361]1.0638 1.0000 0.9900
1.1128] 1.0911| 1.0665| 1.0507

Note: The ML coefficient

FORM VI 8321A

is the same as Ave RREF for an Ave curve type.
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LCMS BY EXTERNAL STANDARD -

FORM VI

RESPONSE AND CONCENTRATION

INITIAL CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 404345
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 02/08/2018 13:05 Calibration End Date: 02/08/2018 13:31 Calibration ID: 31612
Calibration Files:

LEVEL: LAB SAMPLE ID: ILAB FILE ID:

Level 1 STDOCL 280-404345/3 hfpo718B08034.4d

Level 2 280-404345/4 hfpo718B08035.d

Level 3 280-404345/5 hfpo7168B08036.d

Level 4 280-404345/6 hfpo718B08037.d

Level 5 STDOGS 280-404345/7 hfpo718B08038.4d

Level 6 STDOOE 280-404345/8 hfpo718B08039.d

Level 7 ' 280-404345/9 hfpo716B08040.d

Level 8 STDO08 280-404345/10 hfpo718B08041.d

Level 9 STDOGYI 280-404345/11 hfpo718B08042.4d

ANALYTE CURVE RESPONSE CONCENTRATION (UG/L)
TYPE
LVL 1 LVL 2 LVL 3 VL 4 LVL 5 LVL 1 LVL 2 LVL 3 VL 4 LVL 5
VL 6 LVL 7 VL 8 LVL 9 LVL 6 LVL 7 LVL 8 LVL 9
13C3 HEPO-DA Ave | 757714 759642 ] 720099 769995 ] 752444 10.0] 10.0 10.0 10.0] 10.
i 759397 750388 | 736669 712841 | 0.0 10.0 10.0 16.0 |

Curve Type Legend:

|Ave = Average

FORM VI 8321A
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FORM VI
LCMS BY INTERNAL STANDARD - INITIAL CALIBRATION DATA
RESPONSE AND CONCENTRATION

Lab Name: TestAmerica Denver Job No.: 280-106852-1 Analy Batch No.: 404345
SDG No.:
Instrument ID: LC LCMS7 GC Column: Synergi Hyd ID: Heated Purge: (Y/N) N
Calibration Start Date: 02/08/2018 13:05 Calibration End Date: 02/08/2018 13:31 Calibration ID: 31612
Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:

Level 1 STDOCL 280-404345/3 hfpo718B08034.d

Level 2 ‘ 280-404345/4 hfpo718B08035.d

Level 3 280-404345/5 hfpo7168B08036.4d

Level 4 280-404345/6 hfpo718B08037.4d

Level 5 STDOGS 280-404345/7 hfpo718B08038.d

Level 6 STDO0E 280-404345/8 hfpo718B08039.d

Level 7 ' 280-404345/9 hfpo716B08040.4d

Level 8 STDOO8 280-404345/10 hfpo718B08041 .4

Level 9 STDOGYI 280-404345/11 hfpo718B08042.d

ANALYTE CURVE RESPONSE CONCENTRATION (UG/L)
TYPE
LVL 1 LVL 2 LVL 3 LVL 4 LVL & LVL 1 LVI, 2 LVL 3 LVL 4 LVL, 5
LVL 6 LVL 7 LVL 8 LVL 9 LVL 6 LVL 7 LVL 8 LVL 9
HFPO-DA 13CP [Linl 42730] 77455 162117 421775 0.250] 0.500 1.00 2.00] 5.00
OoDA 2046873 | 3929397 7489478 16.0 | 25.0 50.0 100 |

Curve Type Legend:
{Linl = Linear 1/conc ISTD
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Report Date: 08-Feb-2018 15:24:13

TestAmerica Denver

Target Compound Quantitation Report

Chrom Revision: 2.2 24-Jan-2018 15:37:30

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08034.d
Lims ID: std001

Client ID:

Sample Type: iC Calib Level: 1

Inject. Date: 08-Feb-2018 13:05:38 ALS Bottle#: 2 Worklist Smp#: 3
Injection Vol 20.0 ul Dil. Factor: 1.0000

Sample Info: L1

Misc. Info.: HFPO18B08

Operator ID: JBH Instrument 1D: LC _LCMS7

Sublist; chrom-HFPO*sub1

Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m

Limit Group: LC -8321A HFPO Du

Last Update: 08-Feb-2018 15:24:13 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker

Quant Method: Internal/External Standard Quant By: Initial Calibration

Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM

Process Host: XAWRKO015

First Level Reviewer: meyera Date: 08-Feb-2018 15:19:04
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags

* 213C3 HFPO-DA (IS)
331.8>286.8 1.042 1.045 -0.003 757714 10.0 1562
$ 313C3 HFPO-DA
331.8>286.8 1.042 1.045 -0.003 1.000 757714 10.1 1562

1 Perfluorc(2-propoxypropanoic) acid M
328.8>2848 1.056 1.056 0.0 1.000 22031 02394 44 M
QC Flag Legend
Review Flags
M - Manually Integrated
Reagents:
HFPO_CAL-1 00032 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24:13 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08034.d
Injection Date: 08-Feb-2018 13:05:38 Instrument ID: LC_LCMS7
Lims ID: std001
Client ID:
Operator ID: JBH ALS Bottle#: 2 Worklist Smp#: 3
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid (M)
F%:_m/z 331.8 > 286.8:Moving3PtAverage x2 F1m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
1 § 1 § 69 ©
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= & = & =93]
X101 H X107 2 %
> & F\ > & Fl =497
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N . - B 297
ba ba A 21
U P F B F I‘II LI Iil LI L U P F B F I‘II.I“I\\IiI LI L 10 H ] i 1 iI ] ] ] ] i ]
02 05 08 11 14 17 02 05 08 11 14 17 05 0.8 1.1 1.4
Min Min Min
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Report Date: 08-Feb-2018 15:24:14 Chrom Revision: 2.2 24-Jan-2018 15:37:30
Manual Integration/User Assign Peak Report

TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08034.d
injection Date: 08-Feb-2018 13:05:38 instrument ID: LC_LCMS7
Lims ID: std001
Client ID:
Operator ID: JBH ALS Bottle#: 2 Worklist Smp#: 3
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC -8321A _HFPO Du
Column: Detector F1.MRM
1 Perfluoro(2-propoxypropanoic) acid, CAS: 13252-13-6
Signal: 1
Processing Integration Results
Not Detected F1:m/z 328.8 > 284.8:Moving3PtAverage_x2
Expected RT: 1.06 697
65
61
57
531
5491
345+
” 41
37
33
29
25
2
17
13 T T ; T T Y T 1
0.7 0.8 0.9 1.0 Mi1n.1 1.2 13 14 15
Manual Integration Results
RT: 1.06 F1:m/z 328.8 > 284 8:Moving3PtAverage_x2
Area: 22031 697
Amount; 0.239356 657
Amount Units:  ug/l 617
57
53
4971
<45+
7 41
37
33
29
25
21
17
13 T T T T T T T 1
0.7 0.8 0.9 1.0 I\l“1r;1 1.2 1.3 1.4 15
Reviewer: meyera, 08-Feb-2018 15:19:01
Audit Action: Manually Integrated Audit Reason: Assign Peak
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Report Date: 08-Feb-2018 15:24:14

Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08035.d
Lims ID: std002

Client ID:

Sample Type: IC Calib Level: 2

Inject. Date: 08-Feb-2018 13:08:52 ALS Bottle#: 3 Worklist Smp#: 4
Injection Vol 20.0 ul Dil. Factor: 1.0000

Sample Info: L2

Misc. Info.: HFPO18B08

Operator ID: JBH Instrument ID: LC LCMS7

Sublist; chrom-HFPO*sub1

Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m

Limit Group: LC - 8321A_HFPO _Du

Last Update: 08-Feb-2018 15:24:14 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker

Quant Method: Internal/External Standard Quant By: Initial Calibration

Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Det: F1:MRM

Column 1:
Process Host: XAWRKO015

First Level Reviewer: meyera Date: 08-Feb-2018 15:19:16
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags

$ 313C3 HFPO-DA

331.8>286.8 1.042 1.045 -0.003 1.000 759642 10.2 1267
* 2 13C3 HFPO-DA (IS)

331.8>286.8 1.042 1.045 -0.003 759642 10.0 1267

1 Perfluorc(2-propoxypropanoic) acid M

328.8>2848 1.056 1.056 0.0 1.000 42730 04948 65 M
QC Flag Legend

Review Flags

M - Manually Integrated

Reagents:

HFPO_CAL-2 00033 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24:14 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08035.d
Injection Date: 08-Feb-2018 13:08:52 Instrument 1D: LC_LCMS7
Lims ID: std002
Client ID:
Operator ID: JBH ALS Bottle#: 3 Worklist Smp#: 4
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid (M)
F1m/z 331.8 > 286.8:(h\llloving3PtAverage_x2 F1m/z 331.8 > 286.8:(h\llloving3PtAverage_x2 F113:_m/z 328.8 > 284.8:%oving3PtAverage_x2
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Report Date: 08-Feb-2018 15:24:14

Data File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08035.d
Injection Date: 08-Feb-2018 13:08:52 Instrument 1D: LC_LCMS7
Lims ID: std002
Client ID:
Operator ID: JBH ALS Bottle#: 3 Worklist Smp#:
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC -8321A _HFPO Du
Column; Detector F1:MRM
1 Perfluoro(2-propoxypropanoic) acid, CAS: 13252-13-6
Signal: 1
Processing Integration Results
RT: 1.06 1> F1:m/z 328.8 > 284.8:Moving3PtAverage_x2
Area: 38092
Amount: 0.452274 127
Amount Units:  ug/l 11
107
S 9
3
g &
> A
8]
5
4
3
2
07 08 09 1.0 1.1 1.2 1.3 1.4 15
Manual Integration Results
RT: 1.06 1> F1:m/z 328.8 > 284 8:Moving3PtAverage_x2
Area: 42730
Amount: 0.494804 127
Amount Units:  ug/l 11
107
5 9
8
% 8
> A
8
5
A
3
2
1 T T S T T T 1
07 08 09 1.0 I\11_1.1 1.2 1.3 1.4 15

Reviewer: meyera, 08-Feb-2018 15:19:12

Audit Action: Manually Integrated

Chrom Revision: 2.2 24-Jan-2018 15:37:30
Manual Integration/User Assign Peak Report

TestAmerica Denver

Audit Reason: Baseline
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Report Date: 08-Feb-2018 15:24:15 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08036.d
Lims ID: std003
Client ID:
Sample Type: iC Calib Level: 3
Inject. Date: 08-Feb-2018 13:12:06 ALS Bottle#: 4 Worklist Smp#: 5
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L3
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument 1D: LC _LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:14 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:19
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.042 1.045 -0.003 720099 10.0 956
$ 313C3 HFPO-DA
331.8>286.8 1.042 1.045 -0.003 1.000 720099 9.65 956
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 77455 0.9771 106
Reagents:
HFPO _CAL-3 00032 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24:15 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08036.d
Injection Date: 08-Feb-2018 13:12:06 Instrument 1D: LC_LCMS7
Lims ID: std003
Client ID:
Operator ID: JBH ALS Bottle#: 4 Worklist Smp#: 5
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid
F%:_m/z 331.8 > 286.8:Moving3PtAverage x2 F1m/z 331.8 > 286.8:Moving3PtAverage x2 Fb:_m/z 328.8 > 284.8:Moving3PtAverage x2
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Page 119 of 186

ED_002011_00000060-00119



Report Date: 08-Feb-2018 15:24:15 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08037.d
Lims ID: std004
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 08-Feb-2018 13:15:21 ALS Bottle#: 5 Worklist Smp#: 6
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L4
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:15 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:22
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1.042 1.045 -0.003 1.000 769995 10.3 1154
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.042 1.045 -0.003 769995 10.0 1154
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 162117 1.95 261
Reagents:
HFPO _CAL-4 00032 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24:15 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08037.d
Injection Date: 08-Feb-2018 13:15:21 Instrument 1D: LC_LCMS7
Lims ID: std004
Client ID:
Operator ID: JBH ALS Bottle#: 5 Worklist Smp#: 6
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1m/z 331.8 > 286.8:Moving3PtAverage x2 F%:_m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
1 o~ 1 o] 36 @
14 14 oh
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Report Date: 08-Feb-2018 15:24.16 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08038.d
Lims ID: std005
Client ID:
Sample Type: iC Calib Level: 5
Inject. Date: 08-Feb-2018 13:18:35 ALS Bottle#: 6 Worklist Smp#: 7
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L5
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:15 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:24
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.042 1.045 -0.003 752444 10.0 1072
$ 313C3 HFPO-DA
331.8>286.8 1.042 1.045 -0.003 1.000 752444 101 1072
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 421775 524 66.0
Reagents:
HFPO_CAL-5 00080 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24.16 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08038.d
Injection Date: 08-Feb-2018 13:18:35 Instrument 1D: LC_LCMS7
Lims ID: std005
Client ID:
Operator ID: JBH ALS Bottle#: 6 Worklist Smp#: 7
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid
F‘]%:_m/z 331.8 > 286.8:(h\llloving3PtAverage_x2 F1 ‘m/z 331.8 > 286.8:(h\llloving3PtAverage_x2 Fsb:_m/z 328.8 > 284.8:%oving3PtAverage_x2
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Report Date: 08-Feb-2018 15:24.16 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08039.d
Lims ID: std006
Client ID:
Sample Type: iC Calib Level: 6
Inject. Date: 08-Feb-2018 13:21:49 ALS Bottle#: 7 Worklist Smp#: 8
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L6
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:16 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:26
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1.042 1.045 -0.003 1.000 759397 10.2 1193
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.042 1.045 -0.003 759397 10.0 1193
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 845082 104 146
Reagents:
HFPO_CAL-6_00080 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24.16 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08039.d
Injection Date: 08-Feb-2018 13:21:49 Instrument 1D: LC_LCMS7
Lims ID: std006
Client ID:
Operator ID: JBH ALS Bottle#: 7 Worklist Smp#: 8
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1m/z 331.8 > 286.8:Moving3PtAverage x2 F%:_m/z 331.8 > 286.8:Moving3PtAverage x2 Flg:_m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 08-Feb-2018 15:24:17 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08040.d
Lims ID: std007
Client ID:
Sample Type: IC Calib Level: 7
Inject. Date: 08-Feb-2018 13:25:03 ALS Bottle#: 8 Worklist Smp#: 9
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L7
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:16 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:28
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.042 1.045 -0.003 750388 10.0 1247
$ 3 13C3 HFPO-DA
331.8>286.8 1.042 1.045 -0.003 1.000 750388 101 1247
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 2046873 256 246
Reagents:
HFPO _CAL-7 00032 Amount Added: 1.00 Units: mL

Page 126 of 186

ED_002011_00000060-00126



Report Date: 08-Feb-2018 15:24:17 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08040.d
Injection Date: 08-Feb-2018 13:25:03 Instrument 1D: LC_LCMS7
Lims ID: std007
Client ID:
Operator ID: JBH ALS Bottle#: 8 Worklist Smp#: 9
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
* 2 13C3 HFPO-DA (1S) $ 313C3HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 08-Feb-2018 15:24:17 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08041.d
Lims ID: std008
Client ID:
Sample Type: iC Calib Level: 8
Inject. Date: 08-Feb-2018 13:28:18 ALS Bottle#: 9 Worklist Smp#: 10
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L8
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument 1D: LC _LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:17 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:30
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1056 1.045 0.011 1.000 736869 9.87 1055
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.056 1.045 0.011 736869 10.0 1055
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 3929397 50.1 416
Reagents:
HFPO _CAL-8 00032 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24:17 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08041.d
Injection Date: 08-Feb-2018 13:28:18 Instrument 1D: LC_LCMS7
Lims ID: std008
Client ID:
Operator ID: JBH ALS Bottle#: 9 Worklist Smp#: 10
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 08-Feb-2018 15:24.18 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08042.d
Lims ID: std009
Client ID:
Sample Type: iC Calib Level: 9
Inject. Date: 08-Feb-2018 13:31:32 ALS Bottle#: 10 Worklist Smp#: 11
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: L9
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:17 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:38
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.056 1.045 0.011 712841 10.0 1141
$ 313C3 HFPO-DA
331.8>286.8 1056 1.045 0.011 1.000 712841 9.55 1141
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 7489478 98.7 561
Reagents:
HFPO_CAL-9 00001 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24.18 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08042.d

Injection Date: 08-Feb-2018 13:31:32 Instrument 1D: LC_LCMS7

Lims ID: std009

Client ID:

Operator ID: JBH ALS Bottle#: 10 Worklist Smp#: 11

Injection Vol 20.0 ul Dil. Factor: 1.0000

Method: HFPO Limit Group: LC - 8321A_HFPO _Du

* 2 13C3 HFPO-DA (IS) $ 3 13C3 HFPO-DA 1 Perfluoro(2-propoxypropanoic) acid

F1m/z 331.8 > 286.8:goving3PtAverage_x2 F1m/z 331.8 > 286.8:goving3PtAverage_x2 F‘]%:_m/z 328.8 > 284.8:goving3PtAverage_x2
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FORM VIT
LCMS CONTINUING CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Lab Sample ID: ICV 280-390728/13 Calibration Date: 10/10/2017 10:07
Instrument ID: LC LCMS7 Calib Start Date: 10/10/2017 09:35
GC Column: Synergi Hydro ID: Calib End Date: 10/10/2017 09:58
Lab File ID: hfpo717J10036.d Conc. Units: ug/L
ANALYTE CURVE AVE RRF RRF MIN RRF CALC SPIKE %D MAX
TYPE AMOUNT | AMOUNT %D
Perfluorc(Z-propoxypropanoic | Linl 1.154 2.07 2.00 3.3 20.0
iBégliFPO—DA Ave 73145 72923 9.97 10.0 -0.3

FORM VII 8321A

Page 132 of 186

ED_002011_00000060-00132



Report Date: 10-Oct-2017 12:51:53

Chrom Revision: 2.2 16-Aug-2017 16:24:46

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10036.d
Lims ID: ICV
Client ID:
Sample Type: ICV
Inject. Date: 10-Oct-2017 10:07:48 ALS Bottle#: 10 Worklist Smp#:
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: ICv
Misc. Info.: HFPO17J10
Operator ID: JBH Instrument ID: LC LCMS7
Sublist;
Method: \ChromNA\Denven\ChromData\LC LCMS7\20171010-63483.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 10-Oct-2017 12:51:53 Calib Date: 10-Oct-2017 09:58:07
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120171010-63483.b\hfpo717J10033.d
Column 1: Det: F1:MRM
Process Host: XAWRKO005
First Level Reviewer: meyera Date: 10-Oct-2017 11:51:34
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l SN Flags
$ 313C3 HFPO-DA
331.8>286.8 0.880 0.880 0.0 1.000 729225 9.97 396
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0.880 0.880 0.0 729225 10.0 396
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0893 0.885 0.008 1.000 168368 2.07 111
Reagents:

HFPO_ICV_00032

Amount Added: 1.00 Units: mL
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Report Date: 10-Oct-2017 12:51:53 Chrom Revision: 2.2 16-Aug-2017 16:24:46
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LLC_LCMS7\20171010-63483.b\hfpo717J10036.d
Injection Date: 10-Oct-2017 10:07:48 Instrument 1D: LC_LCMS7
Lims ID: ICV
Client ID:
Operator ID: JBH ALS Bottle#: 10 Worklist Smp#: 13
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1m/z 331.8 > 286.8:Moving3PtAverage x2 Flg:_m/z 331.8 > 286.8:Moving3PtAverage x2 Fb:_m/z 328.8 > 284.8:Moving3PtAverage x2
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LCMS

FORM VIT

CONTINUING CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Lab Sample ID: ICV 280-404345/14 Calibration Date: 02/08/2018 13:41
Instrument ID: LC LCMS7 Calib Start Date: 02/08/2018 13:05
GC Column: Synergi Hydro ID: Calib End Date: 02/08/2018 13:31
Lab File ID: hfpo718B08045.d Conc. Units: ug/L
ANALYTE CURVE AVE RRF RRF MIN RRF CALC SPIKE %D MAX
TYPE AMOUNT | AMOUNT %D
HEPO-DA Linl 1.13 2.05 .95 5.3 20.0
13C3 HFPO-DA Ave T46ED 76733 10.3 15.0 2.3

FORM VII 8321A
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Report Date: 08-Feb-2018 15:24:19 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08045.d
Lims ID: ICV
Client ID:
Sample Type: ICV
Inject. Date: 08-Feb-2018 13:41:16 ALS Bottle#: 11 Worklist Smp#: 14
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: ICv
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Sublist;
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:19 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO15
First Level Reviewer: meyera Date: 08-Feb-2018 15:20:35
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1056 1.045 0.011 1.000 767333 10.3 1367
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.056 1.045 0.011 767333 10.0 1367
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1056 1.056 0.0 1.000 170411 2.05 30.8
Reagents:
HFPO _ICV 00034 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24:19 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08045.d
Injection Date: 08-Feb-2018 13:41:16 Instrument 1D: LC_LCMS7
Lims ID: ICV
Client ID:
Operator ID: JBH ALS Bottle#: 11 Worklist Smp#: 14
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1 ‘m/z 331.8 > 286.8:goving3PtAverage_x2 F‘]%:_m/z 331.8 > 286.8:goving3PtAverage_x2 F1m/z 328.8 > 284.8:%oving3PtAverage_x2
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LCMS

FORM VIT

CONTINUING CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Lab Sample ID: CCV 280-407118/40 Calibration Date: 03/07/2018 12:30
Instrument ID: LC LCMS7 Calib Start Date: 02/08/2018 13:05
GC Column: Synergi Hydro ID: Calib End Date: 02/08/2018 13:31
Lab File ID: hfpo718C07040.d Conc. Units: ug/L
ANALYTE CURVE AVE RRF RRF MIN RRF CALC SPIKE %D MAX
TYPE AMOUNT | AMOUNT %D
HEPO-DA Linl 1.170 11.0 0 9.6 20.0
13C3 HFPO-DA Ave T46ED 53340 7.4 15.0 -28.6

FORM VII 8321A

Page 138 of 186

ED_002011_00000060-00138



Report Date: 07-Mar-2018 13:22:29 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07040.d
Lims ID: CCV L6
Client ID:
Sample Type: ccv
Inject. Date: 07-Mar-2018 12:30:10 ALS Bottle#: 4 Worklist Smp#: 40
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: CCV L6
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:34
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1.015 1.045 -0.030 1.000 533403 7.14 1764
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.015 1.045 -0.030 533403 10.0 1764
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1029 1.056 -0.027 1.000 623868 11.0 238
Reagents:
HFPO _CAL-6 00082 Amount Added: 1.00 Units: mL
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Report Date: 07-Mar-2018 13:22:29 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07040.d

Injection Date: 07-Mar-2018 12:30:10 Instrument 1D: LC_LCMS7

Lims ID: CCV L6

Client ID:

Operator ID: JBH ALS Bottle#: 4 Worklist Smp#: 40
Injection Vol 20.0 ul Dil. Factor: 1.0000

Method: HFPO Limit Group: LC - 8321A_HFPO _Du

$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid

F1 ‘m/z 331.8 > 286.8:Moving3PtAverage x2 F‘]E_m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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LCMS

FORM VIT

CONTINUING CALIBRATION DATA

Lab Name: TestAmerica Denver Job No.: 280-106852-1
SDG No.:
Lab Sample ID: CCV 280-407118/51 Calibration Date: 03/07/2018 13:06
Instrument ID: LC LCMS7 Calib Start Date: 02/08/2018 13:05
GC Column: Synergi Hydro ID: Calib End Date: 02/08/2018 13:31
Lab File ID: hfpo718C07051.d Conc. Units: ug/L
ANALYTE CURVE AVE RRF RRF MIN RRF CALC SPIKE %D MAX
TYPE AMOUNT | AMOUNT %D
HEPO-DA Linl 1.236 5.78 5.00 15.5 20.0
13C3 HFPO-DA Ave T46ED 52674 7.06 15.0 -29.4

FORM VII 8321A
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Report Date: 07-Mar-2018 13:22:35 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07051.d
Lims ID: CCV L5
Client ID:
Sample Type: ccv
Inject. Date: 07-Mar-2018 13:06:18 ALS Bottle#: 3 Worklist Smp#: 51
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: CCV L5
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:35 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:57
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1.015 1.045 -0.030 1.000 526736 7.06 1860
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.015 1.045 -0.030 526736 10.0 1860
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1015 1.056 -0.041 1.000 325633 578 114
Reagents:
HFPO_CAL-5 00082 Amount Added: 1.00 Units: mL
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Report Date: 07-Mar-2018 13:22:35 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07051.d

Injection Date: 07-Mar-2018 13:06:18 Instrument 1D: LC_LCMS7

Lims ID: CCV L5

Client ID:

Operator ID: JBH ALS Bottle#: 3 Worklist Smp#: 51
Injection Vol 20.0 ul Dil. Factor: 1.0000

Method: HFPO Limit Group: LC - 8321A_HFPO _Du

$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid

F1:m/z 328.8 > 284.8:Moving3PtAverage x2

F1 ‘m/z 331.8 > 286.8:Moving3PtAverage x2
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LCMS

Lab Name: TestAmerica Denver

FORM VIT

Job No.:

SDG No.:

CONTINUING CALIBRATION DATA

280-106852-1

Lab Sample ID: CCV 280-407118/62

Calibration Date:

Instrument ID: LC LCMS7

Calib Start Date:

03/07/2018 13:41

02/08/2018 13:05

GC Column: Synergi Hydro ID: Calib End Date: 02/08/2018 13:31
Lab File ID: hfpo718C07062.d Conc. Units: ug/L
ANALYTE CURVE AVE RRF RRF MIN RRF CALC SPIKE %D MAX
TYPE AMOUNT | AMOUNT %D
HEPO=DA Linl 1.186 11.1 .0 11.1 20.0
13C3 HEPO-DA Ave 71660 54109 7.25 10.0 -27.5

FORM VII 8321A
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Report Date: 07-Mar-2018 14:50:24 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LL.C_LCMS7\20180307-67803.b\hfpo718C07062.d
Lims ID: CCV L6
Client ID:
Sample Type: ccv
Inject. Date: 07-Mar-2018 13:41:59 ALS Bottle#: 4 Worklist Smp#: 62
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: CCV L6
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Sublist; chrom-HFPO*sub1
Method: \ChromNA\Denven\ChromData\LC LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 14:50:24 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7120180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 14:48:39
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1.015 1.045 -0.030 1.000 541088 7.25 1429
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.015 1.045 -0.030 541088 10.0 1429
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 1015 1.056 -0.041 1.000 641597 111 171
Reagents:
HFPO _CAL-6 00082 Amount Added: 1.00 Units: mL
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Report Date: 07-Mar-2018 14:50:24 Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LL.C_LCMS7\20180307-67803.b\hfpo718C07062.d
Injection Date: 07-Mar-2018 13:41:59 Instrument 1D: LC_LCMS7
Lims ID: CCVLe
Client ID:
Operator ID: JBH ALS Bottle#: 4 Worklist Smp#: 62
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1 ‘m/z 331.8 > 286.8:I\Lﬁl>oving3PtAverage_x2 F‘]E_m/z 331.8 > 286.8:I\Lﬁl>oving3PtAverage_x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 08-Mar-2018 111248

Worklist Name: 030518
instnament Name: SME G4

Chrom Revision: 2.2 08-Feb-2018 13:38:40 Fags: 1

TastAmerics Laboratorles
Workdist QT Batch Report

Wiorklist Number
Chrom Method:

87734
SMSG4_B270LL

Daete Drectory:  WohromNADenverChromData\SME GO0 B0305-87734.h
Limit Group Batching: Ensbled

30 Batching: Disabled

20 Bateh: 1 MBSV - 82700 LL _DODS
,,,,,,,, Rew Ratob: 408888
#1 DFTPR #Y DFTPR
#2 ooy 2 ooy
b 3k

4 2B0-1088588-8-7-4

5 280-1085888-D-7-A M8
#8 280-108588-F-7-A MBD
#7 280-106888-AB-A

8 280-108559-8-8-A

{ MB 280-408042/1-A

T LGE 2B0-408042/02-4
#12 LOSD 280-408042/3-2
#13 280-1085683-8-1-A
14 280-106813-8-1-A
W18 280-106815-A-1-A

4 ZB0-108858-E-7-A

§ 280-106558-0-7-4 M8
§ 280-108559-F-7-A MSD
7 280-100658-A.8-4

#8 2BO-108558-B-8-A

#9 oove

#10 MB 2B0-406042/1-A

11 LOS 280-806042/2-A
#12 LOSD 280-408042/3-A
413 280-108563-B-1-A
#14 280-108813-B-1-A
#15 280-106815-A-1-A
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FORM T

LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver

SDG No.:

Job No.: 280-106852-1

Client Sample ID:

Matrix: Water

Analysis Method: 8321A

Extraction Method: 3535

Sample wt/vol: 250 (mL)

Con. Extract Vol.: 5(mL)

Injection Volume: 20 (ul)

% Moisture:

Analysis Batch No.: 407118

Lab Sample ID: MB 280-407006/1-A

Lab File ID: hfpo718C07041.d

Date Collected:

Date Extracted: 03/06/2018 17:00

Date Analyzed: 03/07/2018 12:33

Dilution Factor: 1

GC Column: Synergi Hydro ID:

GPC Cleanup: (Y/N) N

Units: ug/L

CAS NO. COMPOUND NAME RESULT Q % RL
13252-13-6 ‘HFPO—DA <0.010 ‘ 0.010

CAS NO. SURROGATE SREC Q LIMITS
STL02255 13C3 HFPO-DA 65 | ‘ 50-200

FORM I 8321A
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Report Date: 07-Mar-2018 13:22:30

Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File:

Lims ID: MB 280-407006/1-A
Client ID:

Sample Type: MB

Inject. Date: 07-Mar-2018 12:33:26
Injection Vol 20.0 ul

Sample Info: MB280-407006/1-A
Misc. Info.: HFPO18C07

Operator ID: JBH

Method:

Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29
Integrator: Picker

Quant Method: Internal/External Standard
Last ICal File:

Column 1:

Process Host: XAWRKO11

ALS Bottle#:

Dil. Factor:

Instrument {D:

Calib Date:

Quant By:
WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d

38
1.0000

WChromNA\Denver\ChromData\LL.C_LCMS7\20180307-67803.b\hfpo718C07041.d

Worklist Smp#: 41

LC_LCMS7

W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m

08-Feb-2018 13:31:32

Initial Calibration

Det: F1:MRM

First Level Reviewer: meyera Date: 07-Mar-2018 13:21:36
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1.015 1.045 -0.030 1.000 487404 6.53 1731
* 213C3 HFPO-DA (IS)
331.8>286.8 1.015 1.045 -0.030 487404 10.0 1731

Page 154 of 186

ED_002011_00000060-00154



Report Date: 07-Mar-2018 13:22:30 Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LL.C_LCMS7\20180307-67803.b\hfpo718C07041.d
Injection Date: 07-Mar-2018 12:33:26 Instrument 1D: LC_LCMS7
Lims ID: MB 280-407006/1-A
Client ID:
Operator ID: JBH ALS Bottle#: 38 Worklist Smp#: 41
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid (ND)
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 328.8 > 284.8:Moving3PtAverage_x2
el el
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Report Date: 07-Mar-2018 13:22:30 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\LL.C_LCMS7\20180307-67803.b\hfpo718C07041.d
Lims ID: MB 280-407006/1-A
Client ID:
Sample Type: MB
Inject. Date: 07-Mar-2018 12:33:26 ALS Bottle#: 38 Worklist Smp#: 41
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: MB280-407006/1-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:36
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 6.53 65.28
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LCMS ORGANICS

Lab Name: TestAmerica Denver

FORM T
ANALYSIS DATA SHEET

Job No.: 280-106852-1

SDG No.:

Client Sample ID:

Lab Sample ID: ICB 280-404345/12

Matrix: Water

Lab File ID: hfpo718B08043.d

Analysis Method: 8321A

Date Collected:

Extraction Method:

Date Extracted:

Sample wt/vol: 1 (mL) Date Analyzed: 02/08/2018 13:34
Con. Extract Vol.: Dilution Factor: 1
Injection Volume: 20 (ul) GC Column: Synergi Hydro ID:
% Moisture: GPC Cleanup: (Y/N) N
Analysis Batch No.: 404345 Units: ug/L
CAS NO. COMPOUND NAME RESULT Q RL
13252-13-6 ‘ HFPO-DA <0.50 ‘ 0.50 ‘
CAS NO. SURRCGATE $REC Q LIMITS
STL02255 13C3 HFPO-DA 103 | ‘ 50-200

FORM I 8321A
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Report Date: 08-Feb-2018 15:24:18

Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08043.d
Lims ID: ICB
Client ID:
Sample Type: iCB
Inject. Date: 08-Feb-2018 13:34:46 ALS Bottle#: 1 Worklist Smp#:
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: ICB
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Method: WChromNA\Denven\ChromData\LC_LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:17 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO015
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:42
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l S/N | Flags
$ 313C3 HFPO-DA
331.8>286.8 1056 1.045 0.011 1.000 772269 10.3 1251
* 2 13C3 HFPO-DA (IS)
331.8>286.8 1.056 1.045 0.011 772269 10.0 1251
Reagents:
HFPO CAL-0 00032 Amount Added: 1.00 Units: mL
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Report Date: 08-Feb-2018 15:24.18 Chrom Revision: 2.2 24-Jan-2018 15:37:30
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08043.d
Injection Date: 08-Feb-2018 13:34:46 Instrument 1D: LC_LCMS7
Lims ID: ICB
Client ID:
Operator ID: JBH ALS Bottle#: 1 Worklist Smp#: 12
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid (ND)
F1 ‘m/z 331.8 > 286.8:M(gving3PtAverage_x2 F‘]%:_m/z 331.8 > 286.8:M(gving3PtAverage_x2 F1:m/z 328.8 > 284.8:Moving3PtAverage_x2
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Report Date: 08-Feb-2018 15:24.18 Chrom Revision: 2.2 24-Jan-2018 15:37:30

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\LC_LLCMS7\20180208-67079.b\hfpo718B08043.d
Lims ID: ICB
Client ID:
Sample Type: iCB
Inject. Date: 08-Feb-2018 13:34:46 ALS Bottle#: 1 Worklist Smp#: 12
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: ICB
Misc. Info.: HFPO18B08
Operator ID: JBH Instrument ID: LC LCMS7
Method: WChromNA\Denven\ChromData\LC_LCMS7\20180208-67079.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 08-Feb-2018 15:24:17 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO015
First Level Reviewer: meyera Date: 08-Feb-2018 15:19:42
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 10.3 103.44
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FORM T

LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver

SDG No.:

Job No.: 280-106852-1

Client Sample ID:

Matrix: Water

Analysis Method: 8321A

Extraction Method: 3535

Sample wt/vol: 250 (mL)

Con. Extract Vol.: 5(mL)

Injection Volume: 20 (ul)

% Moisture:

Analysis Batch No.: 407118

Lab Sample ID: LCS 280-407006/2-A

Lab File ID: hfpo718C07042.d

Date Collected:

Date Extracted: 03/06/2018 17:00

Date Analyzed: 03/07/2018 12:36

Dilution Factor: 1

GC Column: Synergi Hydro ID:

GPC Cleanup: (Y/N) N

Units: ug/L

CAS NO. COMPOUND NAME RESULT Q % RL
13252-13-6 ‘HFPO—DA 0.245 ‘ 0.010 ‘

CAS NO. SURROGATE SREC Q LIMITS
STL02255 13C3 HFPO-DA 66 | ‘ 50-200

FORM I 8321A
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Report Date: 07-Mar-2018 13:22:30 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07042.d
Lims ID: LCS 280-407006/2-A
Client ID:
Sample Type: LCS
Inject. Date: 07-Mar-2018 12:36:44 ALS Bottle#: 39 Worklist Smp#: 42
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: LCS280-407006/2-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:38
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l SN Flags
$ 313C3 HFPO-DA
331.8>286.8 0975 1.045 -0.070 1.000 492431 6.60 1992
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0975 1.045 -0.070 492431 10.0 1992
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0988 1.056 -0.068 1.000 643207 12.2 369
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Report Date: 07-Mar-2018 13:22:30

Data File:

Injection Date:

Lims ID:
Client ID:

Operator ID:
Injection Vol

Method:

$ 313C3 HFPO-DA

07-Mar-2018 12:36:44

LCS 280-407006/2-A

JBH
20.0 ul
HFPO

Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver
WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07042.d

Instrument ID: LC LCMS7

ALS Bottle#: 39 Worklist Smp#: 42
Dil. Factor: 1.0000

Limit Group: LC - 8321A_HFPO _Du

* 2 13C3 HFPO-DA (IS)

1 Perfluoro(2-propoxypropanoic) acid

F1 ‘m/z 331.8 > 286.8:Moving3PtAverage x2
Lo

FE_m/z 331.8 > 286.8:Moving3PtAverage x2
1 e}

F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 07-Mar-2018 13:22:30 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07042.d
Lims ID: LCS 280-407006/2-A
Client ID:
Sample Type: LCS
Inject. Date: 07-Mar-2018 12:36:44 ALS Bottle#: 39 Worklist Smp#: 42
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: LCS280-407006/2-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:38
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 6.60 65.96
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FORM T

LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver

SDG No.:

Job No.: 280-106852-1

Client Sample ID:

Matrix: Water

Analysis Method: 8321A

Extraction Method: 3535

Sample wt/vol: 250 (mL)

Con. Extract Vol.: 5(mL)

Injection Volume: 20 (ul)

% Moisture:

Analysis Batch No.: 407118

Lab Sample ID: LCSD 280-407006/3-A

Lab File ID: hfpo718C07043.d

Date Collected:

Date Extracted: 03/06/2018 17:00

Date Analyzed: 03/07/2018 12:40

Dilution Factor: 1

GC Column: Synergi Hydro ID:

GPC Cleanup: (Y/N) N

Units: ug/L

CAS NO. COMPOUND NAME RESULT Q % RL
13252-13-6 ‘HFPO—DA 0.248 ‘ 0.010 ‘

CAS NO. SURROGATE SREC Q LIMITS
STL02255 13C3 HFPO-DA 66 | ‘ 50-200

FORM I 8321A
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Report Date: 07-Mar-2018 13:22:31 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07043.d
Lims ID: LCSD 280-407006/3-A
Client ID:
Sample Type: LCSD
Inject. Date: 07-Mar-2018 12:40:00 ALS Bottle#: 40 Worklist Smp#: 43
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: LCSD280-407006/3-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:40
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l SN Flags
$ 313C3 HFPO-DA
331.8>286.8 0988 1.045 -0.057 1.000 490240 6.57 3225
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0988 1.045 -0.057 490240 10.0 3225
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0988 1.056 -0.068 1.000 648414 124 334
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Report Date: 07-Mar-2018 13:22:31 Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07043.d
Injection Date: 07-Mar-2018 12:40:00 Instrument 1D: LC_LCMS7
Lims ID: LCSD 280-407006/3-A
Client ID:
Operator ID: JBH ALS Bottle#: 40 Worklist Smp#: 43
Injection Vol 20.0 ul Dil. Factor: 1.0000
Method: HFPO Limit Group: LC - 8321A_HFPO _Du
$ 313C3HFPO-DA * 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid
F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F1:m/z 331.8 > 286.8:Moving3PtAverage x2 F113:_m/z 328.8 > 284.8:Moving3PtAverage x2
[0} [0} [0}
12 & 12 &
[} [ew] [} [ew] 1 54
8107 A 8107 fi §15
X : X : X1
"o . "o . "o
5 i 4 g °
> £ > £ 3
B AR
U LI L L B AL L) ‘I L L L L L AL L] U LI L L B AL L) ‘I L L L L L AL L] U | ¥ | ¥ ] ¥ ] ] ] ] ] ]
00 03 06 09 12 15 18 00 03 06 09 12 15 18 0.4 0.7 1.0 1.3 1.6
Min Min Min

Page 167 of 186

ED_002011_00000060-00167



Report Date: 07-Mar-2018 13:22:31

Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07043.d
Lims ID: LCSD 280-407006/3-A
Client ID:
Sample Type: LCSD
Inject. Date: 07-Mar-2018 12:40:00 ALS Bottle#: 40 Worklist Smp#: 43
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: LCSD280-407006/3-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument 1D: LC _LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:40
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 6.57
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FORM T

LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver

SDG No.:

Job No.: 280-106852-1

Client Sample ID:

Matrix: Water

Analysis Method: 8321A

Extraction Method: 3535

Sample wt/vol: 250 (mL)

Con. Extract Vol.: 5(mL)

Injection Volume: 20 (ul)

% Moisture:

Analysis Batch No.: 407118

Lab Sample ID: LLCS 280-407006/4-A

Lab File ID: hfpo718C07044.d

Date Collected:

Date Extracted: 03/06/2018 17:00

Date Analyzed: 03/07/2018 12:43

Dilution Factor: 1

GC Column: Synergi Hydro ID:

GPC Cleanup: (Y/N) N

Units: ug/L

CAS NO. COMPOUND NAME RESULT Q % RL
13252-13-6 ‘HFPO—DA 0.0271 ‘ 0.010 ‘

CAS NO. SURROGATE SREC Q LIMITS
STL02255 13C3 HFPO-DA 68 | ‘ 50-200

FORM I 8321A
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Report Date: 07-Mar-2018 13:22:31 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Target Compound Quantitation Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07044.d
Lims ID: LLCS 280-407006/4-A
Client ID:
Sample Type: LLCS
Inject. Date: 07-Mar-2018 12:43:17 ALS Bottle#: 41 Worklist Smp#: 44
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: LLCS280-407006/4-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:43
EXP | DLT | REL Amount
Signal RT RT RT RT Response ug/l SN Flags
$ 313C3 HFPO-DA
331.8>286.8 0988 1.045 -0.057 1.000 504390 6.76 2601
* 2 13C3 HFPO-DA (IS)
331.8>286.8 0988 1.045 -0.057 504390 10.0 2601
1 Perfluorc(2-propoxypropanoic) acid
328.8>2848 0988 1.056 -0.068 1.000 74414 1.35 36.5
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Report Date: 07-Mar-2018 13:22:32

Data File:

Injection Date:

Lims ID:
Client ID:

Operator ID:

Injection Vol

Method:

$ 313C3 HFPO-DA

Chrom Revision: 2.2 08-Feb-2018 13:38:42
TestAmerica Denver
WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07044.d

07-Mar-2018 12:43:17 Instrument ID: LC LCMS7

LLCS 280-407006/4-A

JBH ALS Bottle#: 41 Worklist Smp#: 44
20.0 ul Dil. Factor: 1.0000

HFPO Limit Group: LC - 8321A_HFPO_Du

* 2 13C3 HFPO-DA (1S) 1 Perfluoro(2-propoxypropanoic) acid

F1:m/z 331.8 > 286.8:Moving3PtAverage_ x2 F1:m/z 331.8 > 286.8:Moving3PtAverage_ x2 F1:m/z 328.8 > 284.8:Moving3PtAverage x2
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Report Date: 07-Mar-2018 13:22:32 Chrom Revision: 2.2 08-Feb-2018 13:38:42

TestAmerica Denver
Recovery Report

Data File: WChromNA\Denver\ChromData\L.C_LCMS7\20180307-67803.b\hfpo718C07044.d
Lims ID: LLCS 280-407006/4-A
Client ID:
Sample Type: LLCS
Inject. Date: 07-Mar-2018 12:43:17 ALS Bottle#: 41 Worklist Smp#: 44
Injection Vol 20.0 ul Dil. Factor: 1.0000
Sample Info: LLCS280-407006/4-A
Misc. Info.: HFPO18C07
Operator ID: JBH Instrument ID: LC LCMS7
Method: W\ChromNA\Denven\ChromData\LC _LCMS7\20180307-67803.b\HFPO.m
Limit Group: LC - 8321A_HFPO _Du
Last Update: 07-Mar-2018 13:22:29 Calib Date: 08-Feb-2018 13:31:32
Integrator: Picker
Quant Method: Internal/External Standard Quant By: Initial Calibration
Last ICal File: WChromNA\Denver\ChromData\LC LCMS7\20180208-67079.b\hfpo718B08042.d
Column 1: Det: F1:MRM
Process Host: XAWRKO11
First Level Reviewer: meyera Date: 07-Mar-2018 13:21:43
Amount Amount
Compound Added Recovered % Rec.
$ 313C3HFPO-DA 10.0 6.76 67.56
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FORM T

LCMS ORGANICS ANALYSIS DATA SHEET

Lab Name: TestAmerica Denver

Job No.:

SDG No.:

280-106852-1

Client Sample ID:

Lab Sample ID:

Matrix: Water

DLCK 280-404345/13

Lab File ID: hfpo718B08044.d

Analysis Method: 8321A

Date Collected:

Extraction Method:

Date Extracted:

Sample wt/vol: 1 (mL) Date Analyzed: 02/08/2018 13:38
Con. Extract Vol.: Dilution Factor: 1
Injection Volume: 20 (ul) GC Column: Synergi Hydro ID:
% Moisture: GPC Cleanup: (Y/N) N
Analysis Batch No.: 404345 Units: ug/L
CAS NO. COMPOUND NAME RESULT Q RL
13252-13-6 ‘ HFPO-DA <0.50 ‘ 0.50 ‘
CAS NO. SURRCGATE $REC Q LIMITS
STL02255 13C3 HFPO-DA 104 | ‘